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INTRODUCTION AND SPECIFICATIONS 
INTRODUCTION 


This manual is the primary source of operating and programming information for the PM 5150 
Arbitrary Waveform Generator. The PM 5150 provides an unlimited variety of signal source 
waveshapes and sequences. Twenty standard waveshapes are preprogrammed for instant 
recall, and arbitrary waveshapes can be created locally or downloaded from a computer or 
digital storage oscilloscope. Featuring an impressive array of waveform editing and mathemat- 
ical capabilities, the PM 5150 can create or duplicate any imaginable waveshape. 


All standard and custom waveshapes are digitally synthesized with 12 bits (4095 points) of 
amplitude resolution. The total available waveform memory is 32 k. An accurate internal clock 
up to 20 MHz provides an extremely wide range of output frequencies. 


The instrument is easy to operate, with an intuitive front panel and easy to read display. 
Waveform parameters are changed conveniently either by numeric keypad or rotary edit knob. 
Two previously stored waveforms can be added, subtracted, or multiplied to create new 
functions. 


An optional mouse makes it possible to literally draw a waveshape by viewing it on an 
oscilloscope as it is being constructed. 


The Sequence Generator option easily creates diverse waveform sequences because it 
permits different waveform segments to be repeated and/or linked in any order. 


All waveforms and instrument setups are completely nonvolatile. RS-232-C and IEEE-488 
interfaces are standard. High-quality, state-of-the-art components assure the utmost in reliabil- 
ity and performance. 


KEY FEATURES 


20 standard waveshapes 

32k waveform memory 

Programmable sample clock, 20 MHz maximum 

12 bits amplitude resolution 

Waveform creation and editing 

Drawing of waveshapes with mouse and pad (optional) 
Addition, subtraction, and multiplication of waveforms 
Looping and linking of waveforms with Sequence Generator (optional) 
Backlit 40-character display 

RS-232-C interface 

IEEE-488 interface 


ORGANIZATION OF THIS MANUAL 


The following paragraphs describe the structure of this manual. This information is provided to 
assist you in making the best use of the manual. 


The PM 5150 Operating Manual is divided into eight sections and a number of appendices. 
The following list describes each of these: 


1. Introduction and Specifications 


The section you are currently reading provides a general introduction to the instrument. 
Besides listing the key features of the PM 5150, Section 1 contains the complete Specification 
Table. Begin here if you need to know about the capabilities and specifications of the 
instrument. 


2. Installation 


Section 2 begins with important safety information that should be read by anyone who must 
set up or operate the PM 5150. The section also covers grounding, fuses, and connecting the 
instrument to an oscilloscope. 
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3. Getting Started 


Section 3 is an introduction to the operation of the PM 5150. This section explains how to set 
up the instrument to output the standard waveforms. Read this section when you are ready to 
begin operating the instrument. 


4. Principles of Operation 


Section 4 describes how the instrument works. This information may require some study; it is 
similar to the “Theory of Operation” section that is frequently included in service manuals for 
electronic equipment. The information in Section 4 serves a similar purpose: to assist 
interested users in attaining a more thorough understanding of the instrument's operation. 
Armed with this information, the user of the instrument can become much more proficient at 
operating it. This material is necessary background for effective programming of custom 
waveforms. . 


Topics in Section 4 include the initial operating state of the instrument and the organization of 
the waveform memory. 


5. Creating and Editing Arbitrary Waveforms 


Section 5 explains how to use all the power of the PM 5150 to obtain waveforms of every 
description. This section includes procedures for using the various waveform editing capabili- 
ties to create functions by simply drawing them, scaling, smoothing, or performing mathemati- 
cal operations on them, as well as complete details about the use of the Sequence Generator 
option. 


6. Special Applications 


Section 6 describes how to perform operations that may not be needed very frequently, but 
which represent powerful features of the instrument, such as downloading waveforms from a 
DSO or setting up special synchronization conditions. 


7. Performance Test 


Section 7 provides a series of tests that can be used for incoming inspection to be sure the 
instrument has arrived in perfect condition, or at any time to reconfirm proper operation and 
that it meets specification. 


8. Remote Control 


Standard built-in RS-232-C and IEEE-488 ports provide flexibility for remote operation of the 
PM 5150. Most of the remote commands are available for either interface, and the device- 
specific command set covers all the functions of the instrument. This section gives complete 
information about the PM 5150 command set, as well as illustrating the connections and 
wiring. The section includes an example IEEE-488 program written in GWBASIC. 


Introductory IEEE-488 programming information is available from Philips and from Fluke. Ask 
for Philips Part Number 4822 872 80148, or Fluke Application Bulletin 36. 


Appendices 
Appendices provide important but little-used information. Here you will find an explanation of 


error messages, a function/menu tree, a graph showing amplitude/offset versus range, the 
response curve of the output filter, and a waveform design worksheet suitable for photocopy- 


ing. 
SPECIFICATIONS 


Instrument specifications appear in Table 1-1. _ 
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Table 1-1. Specifications 


PM 5150 SPECIFICATIONS 


STANDARD WAVEFORMS 


Sine ; Lin Sweep 
Square ara Log Sweep 
Pulse + Circle AM 
Triangle see SCM 
Sawtooth + sat - aver ® FM 
Exponential + DC 
ARBITRARY WAVEFORMS Up to 100 Custom Waveforms 
SEQUENCE GENERATOR (Optional) 

Maximum number of sequences .... 100 

Maximum number of steps in 

entire instrument sequence file...... 1000 

Maximum number of 

different waveforms ................ 100 

Maximum number of waveform 

cycleS per Sl@D : 6c cise saniecwiaass 1,048,575 

MAXIMUM WAVEFORM RESOLUTION 

Horizontal Resolution 32,768 points maximum; 1,000 points default for standard waves 
Vertical Resolution 12 bits; 4095 points (-2048 - +2047) 
WAVEFORM SAMPLING FREQUENCY 0.1 Hz to 20 MHz in 9 ranges 
Frequency Subrange Resolution of Keypad and Rotary Knob 
100.0 - 999.9 mHz 0.1 mHz 

1.000 - 9.999 Hz 1 mHz 

10.00 - 99.99 Hz 10 mHz 

100.0 - 999.9 Hz 100 mHz 

1.000 - 9.999 kHz | 1 Hz 

10.00 - 99.99 kHz 10 Hz 

100.0 - 999.9 kHz 100 Hz 

1.000 - 9.999 MHz 1 kHz 

10.000 - 20.000 MHz 2 kHz 

LCD resolution 5 digits 

Accuracy + 50 ppm 

WAVEFORM RISE/FALL TIME Less than 20 ns 


Test Conditions: 
Square wave 
Filter off 
10 Vpp 
50Q termination 


SPECTRAL PURITY 


THD + Noise: -60 dBc typical at 100 mV 
-65 dBc typical at 1 V 
-65 dBc typical at 20 V 


Test Conditions: 
20 kHz sinewave (20 MHz sample clock) 
Filter on 
50Q termination 
Measurement frequency band 0 - 80 kHz 
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Table 1-1. Specifications (cont) 


PM 5150 SPECIFICATIONS 


AMPLITUDE AC voltage p-p open Circuit 


Range 


2.00 V to 20.00 V 
200 mV to 2.000 V 
20.0 mV to 200.0 mV 


Test Conditions: 
1 kHz sinewave 
Filter off 
Open circuit output 


Resolution of keypad Accuracy 

and rotary knob 

10 mV + 1% of setting + 40 mV 
1 mV + 3% of setting + 10 mV 
0.1 mV + 5% of setting + 2 mV 


Note: Stated ranges are valid for zero DC offset; otherwise the ranges apply to 
amplitude + 2 * ABS (DC offset). See diagram in Appendix D. 


FREQUENCY RESPONSE 
Test Conditions: 
Sinewave up to 1 MHz 
Filter on 
50 Q termination 


ANALOG FILTER 
OPERATIONAL MODES 
Continuous 

Triggered 

Gated 


Burst 


Toggled 
Hold 


RTS 


INPUTS AND OUTPUTS 
FRONT PANEL OUTPUT 


+ 0.2 dB typical 


User-selectable, 7 MHz, 7th-order low-pass filter 


Output runs continuously between selected memory address locations. 
Output at start point until triggered, then runs once. 
Same as triggered except output is continuous until gate signal ends. 


Each trigger outputs a pre-programmed number of waveforms from 1 to 
1,048,575. 


The output wave is keyed on/off alternately by triggers. 


Front-panel button or external signal stops waveform at present memory 
location while applied. 


Front-panel button or external signal interrupts the output waveform and 
instantly returns it to the start level. The waveform then proceeds from 
that level. 


Front-panel main waveform output, 50Q impedance 


10 MHZ REFERENCE CLOCK IN/OUT 


RCLK In 


Frequency 

Minimum level 

Maximum level 

Minimum AC p-p voltage 
Input load | 


RCLK Out 


Fanout 


Rear-panel external 10 MHz reference input (TTL). The internal crystal- 
controlled oscillator will phaselock to the input. 


10 MHz + 10 ppm 

-0.4 V (absolute maximum rating) 
6.3 V (absolute maximum rating) 
1.5V 

10 kQ, AC coupled 


Rear-panel internal 10 MHz reference output (TTL) 
3 standard TTL loads 


te. 
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Table 1-1. Specifications (cont) 


PM 5150 SPECIFICATIONS 


SAMPLE CLOCK IN/OUT 
SCLK In 


Maximum frequency 
Minimum level 
Maximum level 
Maximum low-level 
Minimum high-level 
Load 


SCLK Out 


Fanout 

SYNC TRIG OUT 
Fanout 

TRIG IN 


Maximum frequency 
Minimum level 
Maximum level 
Maximum low-level 
Minimum high-level 
Load 


SYNC 1/ END PULSE OUT 
Synct 
End pulse out 


Programmed mode 
Fanout 


Z AXIS OUTPUT 


Level 
Impedance 


SYNC 2 / RUN OUT 
Sync 2 
Run out 


Programmed Mode 
Fanout 


SYNC 3 / END BLOCK OUT 
Sync 3 
End block out 


Programmed mode 
Fanout 


Rear-panel sample clock digital input 


20 MHz 

-0.4 V (absolute maximum rating) 
6.3 V (absolute maximum rating) 
0.9 V 

3.2 V 

10 kQ 


Rear-panel sample clock output (TTL) 
3 standard TTL loads 


Rear-panel TTL sync for triggering additional units in parallel 
3 standard TTL loads 


Rear-panel TTL trigger input for triggered, gated, burst, and toggled 
modes. 


20 MHz 

-0.4 V (absolute maximum rating) 
6.3 V (absolute maximum rating) 
1.1 V 

20 V 

10 kQ 


Programmable rear-panel TTL output. 


High at end of signal period (default mode) 


Programmable address and length 
3 standard TTL loads 


Rear-pane! Z Axis output in edit mode. 


Programmable; 0 - 9 V (open circuit) typical _ 
75Q 


Programmable rear-panel TTL output 
High when output signal is on (default mode) 


Programmabie address and length 
3 standard TTL loads 


Programmable rear-panel TTL output 


Single pulse at end of every step in the sequence, 
applies to sequence operation only (default mode) 
Programmable address and length 

3 standard TTL loads 
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Table 1-1. Specifications (cont) 


: PM 5150 SPECIFICATIONS 


RTS IN 


Minimum level 
Maximum level 
Maximum low-level 
Minimum high-level 
Load 


HOLD IN 


Minimum level 
Maximum level 
Maximum low-level 
Minimum high-level 
Load 


SUM IN 


Minimum frequency 
Maximum frequency 20 MHz 
Minimum level 

Maximum level 

Impedance 


TRIGGER SOURCES 


CREATION TOOLS 


Waveform editing Line Mode 
Vertex Mode 


Waveform maths 


STORED SETTINGS 
REMOTE INTERFACE 


POWER SUPPLY 


Nominal voltages 
Operating range 
Nominal frequency range 
Operating limits 

Power Consumption 


ENVIRONMENTAL CONDITIONS 


Temperature 


Reference range 
Operating 
Storage and transport 


Relative Humidity 


Reference range 
Operating range 
Storage and transport 


Air Pressure 
Reference range 
Nominal working range 


Rear pane! TTL input for initiating RTS 


-0.4 V (absolute maximum rating) 
6.3 V (absolute maximum rating) 
1.1V 
2.0 V 
10 kQ 


Rear-panel TTL input for initiating Hold 


-0.4 V (absolute maximum rating) 
6.3 V (absolute maximum rating) 
1.1 V 
2.0 V 
10 kQ 


Rear-panel input allows external signal to be added to 
output, Gain = -2 for open-circuit output, 50Q impedance 


0 Hz 

20 MHz 

-5.0 V (absolute maximum rating) 
5.0 V (absolute maximum rating) 
50Q 


Internal via programmable trigger generator. Manual triggering via front 
panel “TRIG” key. External via “TRIG IN”. 


Line Mode 
Vertex Mode with insert function, sum function, digital amplitude and 
offset, and smooth function. 


(A + B)/2 

(A- B)/2 

A*B 

31 Setups numbered 0 - 30 


RS-232-C 19.2 kBaud maximum 
GPIB; IEEE STD 488.2-1987 


Line Power (ac mains voltage) 


100 / 120 / 220 / 240 V 
+ 10 % of nominal voltage 


50 Hz - 60 Hz 
47.5 Hz - 63 Hz 
52 VA 


+23°C + 3 Kelvin for specified operation (+ 73°F + 3 Kelvin) 
O°C - 50°C (32°F - 122°F) 
-25°C - +70°C (-4°F - +158°F) 


45% - 75% for specified operation 
15% - 95% 
5% - 95% 


800 - 1100 hPa for specified operation 
700 - 1100 hPa 
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Table 1-1. Specifications (cont) 


PM 5150 SPECIFICATIONS 


Air Speed 
Reference range 
Nominal working range 


Heat radiation 
Vibration 
Operating Range 
Limits for storage 
and transport 


Shock limit 
Bump acceleration limit 


Operating position 


Warm-up time 


0 - 0.2 m/s (0 - 0.45 mph) for specified operation 
0 - 0.5 m/s (0 - 1.1 mph) 


direct sunlight radiation not allowed 


maximum amplitude 0.17 mm (0.0069 inch) @ 5-55 Hz 
maximum amplitude 0.35 mm (0.0138 inch) @ 10-60 Hz 
maximum acceleration 5g @ 60 - 150 Hz 


10 g 
25 g; 6 ms duration bumps (1000 per axis) 


normally upright on feet or with bow folded down 


20 minutes 


SAFETY AND QUALITY DATA; CABINET 


Protection type 
Protection class 


Radio interference voltage 
and radiation 
Overall dimensions 

Width 

Height 

Depth 

Weight 


Call Rate 
MTBF 


INSTRUMENT VERSIONS 
PM 5150/05x 
PM 5150/55x 


IP 20 (DIN 40 050) 
Class |, protective conductor (IEC 348) 


Meets or exceeds the requirements of CISPR 11, EN 55011, and 
VDE 0871 Part 1/Class B 


315 mm (12.4 inches) 

105 mm (4.13 inches) 

405 mm (15.94 inches) 
6.7 kg (14.74 Ib) 


< 0.15/year 
15,000 hours 


basic version 


basic version + sequencer 


The last digit x of the type number indicates the power line option: 


X 


Our ®d — 


ACCESSORIES 
Standard 


Optional 


Countries Voltage 
Universal European 220 
Standard North American 120 
United Kingdom 240 
Switzerland 220 
Australia 240 


Operating Manual 
Quick Operating Guide 
Power (mains) cable 
Fuses 


Mouse (with pad), PM 9515 

RS-232 cable set, PM 9536/501 

Adapter, BNC/banana jack, PM 9051 

50 Q termination, 1 W, PM 9585 

50 © termination, 3 W, PM 9581 

19” rack mount adapters, PM 9563, PM 9564 
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2 
2.1 


2.2 


2.2.1 


2.2.2 


INSTALLATION 


INITIAL INSPECTION 

Check the contents of the shipment for completeness and note whether any damage is 
evident. If the contents are incomplete or if there is damage, file a claim with the carrier 
immediately, and notify the Fluke/Philips Sales or Service organization to facilitate repair or 
replacement of the instrument. 


Packing List 


Check the following list to be sure you have received the entire shipment. If any items you 
have ordered are missing, notify your local Fiuke/Philips Sales or Service organization 
immediately. 


Standard 


Operating Manual 
Quick Operating Guide 
Power (mains) cable 
Fuses 


Optional 


Mouse (with pad), PM 9515 

RS-232 cable set, PM 9536/501 

Adapter, BNC/banana jack, PM 9051 

50 ohm termination, 1 W, PM 9585 

50 ohm termination, 3 W, PM 9581 

19 inch rack mount adapters, PM 9563, PM 9564 


SAFETY INSTRUCTIONS 


When it is delivered from the factory, the instrument complies with the requirements of the 
safety regulations shown in the Specification Table in Section 1. 


To maintain compliance and to ensure safe operation, carefully follow the instructions in this 
section. 


Maintenance and Repair 


If the instrument is suspected of being unsafe, remove it from operation and secure it against 
unintended use. The instrument is considered to be unsafe if it exhibits any of the following: 


Shows physical damage | 
Does not function | 
Has been stressed beyond limits described in the Specifications 


The PM 5150 is not considered to be serviceable by the user. If you believe your instrument 
requires service, contact the nearest Fluke/Philips Service organization. These facilities are 
listed at the back of this manual. 


WARNING 


Shock hazard. If the case or other parts are removed for any reason, 
high voltage parts or terminals could be exposed. Before opening 
the instrument, disconnect it from all power sources. if the open live 
instrument needs calibration, maintenance, or repair, such service 
must be performed only by trained personnel who are aware of the 
risks. Even after disconnection from all power sources, capacitors 
inside the instrument may remain charged for some time. 


Grounding 


Before any other connection is made, the instrument must be connected to a protective 
ground by way of a three-conductor power cable. 
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INSTALLATION PM 5150 


The power cable must be inserted into an outlet equipped with protective ground contact. 


Grounding must not be defeated by use of an extension cord that does not include the 
protective conductor. 


The external contacts of BNC sockets must not be used to connect a protective conductor. 


WARNING 


Shock hazard. Do not disconnect the protective ground connection 
for any reason. The instrument must always be grounded for safe 
operation. Any interruption of the protective conductor inside or 
outside the instrument, or disconnection of the protective ground 
terminal, is likely to result in the creation of a dangerous shock 
hazard condition. Intentional interruption is prohibited. 


The circuit ground potential is applied to the external contacts of the BNC sockets and to the 
cabinet through parallel capacitors. This avoids ground loops (hum) while providing clear RF 
grounding. 


If the circuit ground potential in a measurement setup is different from the protective earth 
ground, note the following two points: 


1. The BNC sockets must not be live when touched. See the safety requirements of IEC 
348/VDE 0411 for more information. 


2. All BNC socket housings are internally connected. 


Line Power Setting and Fuses 


Before inserting the power cable into the power outlet, make sure the instrument is set to the 
local line voltage. 


WARNING 


Shock hazard. If the power cable requires adaptation to the local 
outlet style, such adaptation should be performed only by qualified 
personnel. 


On delivery from the factory, the instrument is set to one of the following line voltages: 


TYPE CODE NUMBER ae DELIVERED POWER CABLE 


VOLTAGE 

PM 5150/..1. 9445 051 50..1 220V Europe, Schuko 
PM 5150/..3 9445 051 50.3 120V North America 

PM 5150/..4 9445 051 50..4 240V England (U.K.) 

PM 5150/..5 9445 051 50..5 220V Switzerland 

PM 5150/.8 9445 051 50..8 | 240V Australia 


The line power setting and the corresponding fuse are indicated on the rear panel. 


Make sure that only fuses of the specified type and current rating are used for replacement. 
Never use repaired fuses or short-circuit the fuse holders. 


WARNING 


Death or injury hazard due to electric shock. The PM 5150 must be 
disconnected from all power sources when you replace fuses or 
change the line power setting. 


we 
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The PM 5150 can be set to the following AC voltages: 100V, 120V, 220V, and 240V. These 
nominal voltages are set by a voltage selector located on the rear panel. The fuse holder is 
located within the same assembly. 


For voltage selection or fuse replacement, remove the power cable and pry open the 
compartment using a small screwdriver as shown in the following drawing. 


Figure 2-1. Power Selection and Fuse Replacement 


Select the appropriate voltage range by turning the selector, If necessary, insert the corre- 
sponding fuse into the fuse holder. Select the correct fuse by referring to the following: 


100V, 120V TO.5A 


220V, 240V T0.25A 
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OPERATING POSITION OF THE INSTRUMENT 


The instrument can be used in two positions, depending on whether the handle is folded up or 
down. Specifications are not guaranteed for operation in any other orientation. Be sure that 
the ventilation holes are unobstructed. Never place the instrument in direct sunlight or on a 
surface that radiates heat or electromagnetic energy. 


RADIO INTERFERENCE SUPPRESSION 


Radio interference of the instrument is suppressed and checked carefully before shipment to 
the customer. However, if the instrument is connected to other units that are not properly 
suppressed, radio interference can be generated. It is the responsibility of the equipment 
owner to take the steps necessary to suppress such interference. 


BNC cables used must be properly shielded, for example type RG223. IEEE-488 cables must 
also be properly shielded and the connectors must have metal housings. 


CONNECTING THE PM 5150 TO AN OSCILLOSCOPE 


The next few pages explain how to connect the PM 5150. After connections are complete, you 
can go to Section 3 to quickly obtain waveforms. 


Output Connector 


The front panel output connector and the rear panel trigger and sync outputs are BNC 
sockets. 7 


Using properly shielded BNC cables, connect the front panel OUTPUT and the rear panel 
SYNC1 OUTPUT connectors to an oscilloscope as shown in Figure 2-2. A connection 
between the PM 5150's rear panel Z-OUT socket and the Z-IN socket of the oscilloscope can 
also be made at this time. 


Mouse Connection 


As shown in Figure 2-2, the mouse is connected to the RS-232 connector on the rear panel of 
the PM 5150. For remote programming via the RS-232 port, it is necessary to disconnect the 
mouse. 


The optional PM 9515 mouse must be switched to two-button operation before connection to 
the instrument. 


To initialize the mouse, the instrument must be switched on with the mouse connected. 


PM 5150 INSTALLATION 


Z-AXIS 
INPUT 
(NORMALLY 
IN REAR) 


OPTIONAL 
MOUSE FOR 
WAVEFORM 
EDITING 
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SYNC IN CHANNEL 1 
(FRONT OR INPUT 
REAR) 


SYNC 1 OUT 
(REAR) 


OUTPUT 


Figure 2-2. Connecting the PM 5150 
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GETTING STARTED 


INTRODUCTION 


This section explains how to begin using the PM 5150 to view standard waveforms. The 
section begins with a description of the front and rear panels, then explains how to view and 
modify the standard waveforms. | 


Front Panel 
Figure 3-1 illustrates the front panel, and Table 3-1 gives a short description of each of the 


_ features. Also note that a large foldout illustration of the front and rear panels is provided at 


the back of the manual. 
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RECALL 
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STD WAVE 
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Figure 3-1. PM 5150 Arbitrary Waveform Generator Front Panel 
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Table 3-1. PM 5150 Front Panel Features 


1 LOCAL Switches the intrument to local operation. 


Selects GPIB (IEEE-488.2) or RS-232-C remote operation. Softkeys select GPIB 
address and RS-232 communication parameters (baud rate, parity, data bits, stop bits, 
handshaking), and DSO facilities. 


A two-line by 40-character LCD alphanumeric display. Values, modes, and functions 
are indicated here. Also, softkey meanings appear in the lower line of the display. 
Selections change to FULL CAPITAL LETTERS. A triangular indicator may signify that 
there are more selections available, or point to the currently selected field. 


Soft k Associated with selections that appear immediately above them in the display, these 
eee keys change their use depending on the current operating state. 
SELECT keys These keys choose the currently editable field on the display. 


The numeric keys input values to the PM 5150. Values can be programmed only in 
decimal from the front pane!. Remote operation permits hexadecimal, octal, and binary 
input as well. 


Selects waveform output mode: Continuous, Triggered, Gated, Burst, or Toggled. 


Front panel trigger key. Triggers the output in triggered, gated, burst, and toggled 
RIG modes. 


Establishes the memory length and synchronization style for standard and arbitrary 
waveforms. Note that addresses are independently programmable if syncing to an 
address; however if a default sync mode (End Pulse, Run, or End Block) is chosen for 
one wave, that style is used for all waves, regardless whether an address is pro- 
grammed. 


& 


INTERFACE 


Display 


Numeric 
Input Keys 


| 


SET UP 


Accesses two utility operations; one for setting up a multiple unit system, and the other 


UTILITY for adjusting the LCD contrast level. 


10 


Accesses the output and filter controls. These can be turned ON or OFF by way of 
softkeys. Note that the OUTPUT OFF selection only stops the waveform output; it 
does not remove from the output the DC OFFSET achieved using the AC/DC key. 


OUTPUT LED 

Indicate the status of the output and filter; lit = ON. 
OUTPUT Instrument output BNC connector; impedance 50 ohms nominal. External voltage 42V 
Connector maximum. 


11 OUTPUT 


onk, 


STORE Stores and retrieves up to 31 sets of complete instrument settings, numbered 0 
RECALL | through 30. See Table 6-2 for a listing of stored and not stored settings. 
RTS | Return To Start. This key causes the waveform to begin again from the start point. 


Terminates keypad entries or command chains. 


Stops the waveform at its current level. The output remains at that level until HOLD is 
released. | 


Erases the value in the current field. When a value is being edited, RUBOUT clears it 
digit by digit. 
+/- 
Edit knob | 


Changes the sign of the currently displayed value in the field being edited on the 
display. 


Edit knob Rotary knob used to input waveform parameter values to the instrument. 


Accesses the command input memory. Each successive press of the LAST key cycles 


— 
fe) 


the previous command to the display. Command input memory holds the history of 
about 15 operations. 
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Table 3-1. PM 5150 Front Panel Features (cont) 


Only functions if the Sequence Generator Option is installed. Permits creation and 
editing of waveform sequences made up of Arbitrary waves in any order. Standard 
SEQUENCE waves can be sequenced if they are first placed into ARB memories using the EDIT 
mode. The Sequence Generator option lets you loop between waveform sequences 
and link them together. 
AC as ; : 
Dc Sets the amplitude and offset of the waveform being edited. 
24 SCLK 
FREO Adjusts the sample clock frequency (SCLK) or the frequency of the output waveform. 
Selects a standard waveform. Use SELECT keys to cycle all 20 selections to the 
STD WAVE display. Use softkeys to select a standard waveform, then a submenu permits adjust- 
ing the parameters of the waveform. 
a ARB WAVE 


3.1.2 Rear Panel 


Figure 3-2 illustrates the rear panel and Table 3-2 gives a short description of each of the 
features. | 


Selects an arbitrary waveform. Softkeys access submenus to enter Editing mode 
(Line, Vertex, and Math), View mode to view all or a portion of waveform memory, and 
set the amplitude of the Z-Axis output (ZLVL). 


Activated by pressing a pointed tool, such as a paper clip or ballpoint pen tip into the 
hole, RESET performs a “soft reset” when pressed alone, and a “cold start” if held 
depressed during power on of the PM 5150. See Paragraph 3.2.1 for details. 
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CAUTION: 


FOR CONTINUED 
FIRE PROTECTION 


T 0 SQARSOV 
FOR 100 AND 120V 


10 25A@S50V 
FOR 220¥ AND 240V 


G)  RCLK IN/OUT Fan 

(2) SCLK IN/OUT 41) SUMIN 

(3) SYNC TRIG OUT (12) Manufacturers Label 
() TRIGIN @3) HOLDIN 

(5) syYNC10UT RTS IN 

(6) RS-232C Connector (5) SYNC3 OUT 

(7) _1EEE-488 Connector SYNC 2 OUT 
POWER Switch ~@) «zou 

(9) Line Cord Connector 


Figure 3-2. PM 5150 Arbitrary Waveform Generator Rear Panel 


Table 3-2. PM 5150 Rear Panel Features 


RCLK | 10 MHz Reference Clock; TTL Input/Output. Default is to output the reference clock. The 
IN/OUT internal crystal-controlled oscillator will phase lock to the input. 


SCLK Sample Clock Input/Output. Default is to output the sample clock. If the instrument is 
IN/OUT programmed as a slave in a multiple unit set up, this is the sample clock input from the 


master. 
i SYNC TRIG | Sync Trigger Output, a TTL sync for triggering additional units when they are operated in 
OUT parallel. 
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Table 3-2. PM 5150 Rear Pane! Features (cont) 


TRIG IN Trigger Input, a TTL trigger input for triggered, gated, toggled, and burst modes. 


SYNC 1 Sync 1 / End Pulse Output. Programmable TTL output. End Pulse provides a single 
OUT pulse during the last clock interval of the output waveform (the default). 


RS-232- Connection point for optional mouse or for serial communication link to a computer. 
EEE-488 Connection point for IEEE-488.2 interface bus. 


BS 


Main power on/off switch. 
Power Line power connector with integral voltage selector and fuse. 
Connector 


Fan | Cooling fan, should run continuously when power is applied. 


10 


Permits external signal to be added to output, gain = -2 for open-circuit output. 
50 ohm impedance, 0 - 20 MHz, -5 V to +5 V 


instrument Location of type number and serial number 
Label 


13 HOLD IN Hold Input, TTL input for initiating Hold 


11 SUM IN 


=k 
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SYNC 3 Sync 3 / End Block Output Programmable TTL sync output. End Block provides a single 
OUT pulse at the end of each step in a sequence (default if Sequencer option is installed). 
SYNC 2 Sync 2 / Run Output. Programmable TTL output. Run Out is high when output signal is 
OUT on (default) 


Z-OUT Z-Axis Output, programmable between 0 and 9 volts open circuit, impedance 75 ohms. 
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4 RTS IN Retum To Start Input, TTL input for initiating RTS. 


ond, 
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All waveforms are obtained from the OUTPUT BNC connector on the front panel. A TTL sync 
pulse is available from the SYNC1 OUT connector on the rear panel. If the instrument has not 
yet been connected to an oscilloscope, refer to Section 2, Installation, and connect the 
OUTPUT and SYNC1 OUT as illustrated. When it is first powered on, the PM 5150 displays an 
identification screen as shown below: 


ARBITRARY GENERATOR 
PM 5150 Sllx. uz 


The number that appears on the display after “SW” is the software release version number. 
After a few moments, the instrument automatically selects STD WAVE, and displays the 
available selections of Standard Waveforms. 


3.2.1 Displaying the Standard Waveforms 


Twenty standard waveforms can be readily recalled from stored algorithms. 


The PM 5150 automatically provides a continuous sine wave signal after the instrument is 
reset. To reset the PM 5150: | 


1. Inserta paper clip, ballpoint pen tip, or pointed tool into the hole on the front panel labeled 
RESET. Momentarily press just hard enough to activate the internal switch. 
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3.2.2 


3.2.3 


3.2.4 


2. The display labels two softkeys CURR and ALL. Select ALL by pressing the blue softkey 
just below the label. The ALL softkey resets all waveform and sequence programming and 
stored settings. The following table shows the main parameters after RESET ALL. 
Appendix F contains a table showing the complete set of reset default values. 


Reset Default Vaiues 


Function Sine 

Mode Continuous 
Amplitude 10.00 Volts 
Offset 0.000 V 
Clock 10.000 MHz 
Output Off 
IEEE-488 Address 16 


3. Press the OK softkey to reset, or the CANC softkey to cancel. 


4. Press the STD WAVE key to access the Standard Waves. The display should appear as 
follows: 


5. Select a standard wave by pressing the blue softkey immediately below the name of the 
waveform. Confirm the selection by pressing the orange ENTER key. Twenty standard 
waves are available; press the SELECT keys to display all the groups. 


6. Press OUTPUT, then the ON softkey to display the selected standard waveform. 


How to Change the Default Parameters 


All of the standard waveforms have programmable parameters such as phase, number of 
cycles, duty cycle, rise and fall times, and so on. These are listed in Table 3-3. Instructions 
following the table describe how to change these parameters. 


Amplitude and Offset 


Output signal amplitude can be changed from the default value of 10 volts peak-to-peak (open 
circuit) to any value between 20 mV and 20.40 V, within the limits of resolution. See the 
instrument specifications listed in Section 1. 


Press the AC/DC key to display the value. Either the edit knob or the numeric keypad can be 
used to obtain the new value. 
NOTE 


The edit knob and keypad operate only on the parameter displayed on 
the top row of the LCD. Use the SELECT keys to exchange the position 
of the displayed parameters. 


DC offset can be changed from the default value of zero to any value between + 9.4 V, 
depending on the amplitude setting. See the diagram in Appendix D for more details. 


Sample Clock and Output Frequency 


The frequency of the output waveform is a function of the clock frequency and the number of 
samples, as described by the formula: 


Output Frequency = Sample Clock Frequency / Number of Samples 
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Since the default sample clock frequency is 10 MHz and the standard waveform default 
memory allocation is 1000 samples, the default output frequency is 10 MHz / 1000 = 10 kHz. 


The following steps change the output frequency: 


1. Press the SCLK/FREQ key. The current setting of SCLK appears on the top row of the 
display, with a triangular indicator showing that the sample clock frequency can be edited. 


2. Use the edit knob or keypad to set the clock frequency to any value from 0.1 Hz to 20 
MHz. Note the new output frequency is computed and displayed automatically. Any 
change in the number of waveform samples will also affect the output frequency, as 
previously discussed. 


While it is possible to set the output frequency directly from the front panel, remote 
operation only permits indirectly changing FREQ by adjusting SCLK. 
Output Modes 


Change the output mode by pressing the MODE key. The first four modes are displayed with 
the triangular “more” indicator. Press SELECT to see the fifth available mode, toggle. Use the 
softkeys to select a mode, then press ENTER. The modes perform as follows: 


continuous Output runs continuously between selected memory address locations. 
triggered Output at start point until triggered, then runs once. 

gated Same as triggered except the output is continuous until the gate signal ends. 
burst Each trigger outputs a preprogrammed number of waveforms from 1 to 
| 1,048,575. 

toggled Alternate triggers start and stop the output waveform. 


Engaging the Output Filter 


A 7-MHz, 7th-order low-pass filter can be switched into the output signal circuit. This filter is 
effective in removing sampling step noise when a clock frequency = 10 MHz is used. The 
default setting for the output filter is OFF. 


1. Press the OUTPUT key. 
2. Press the ON softkey under FILTER. 


3. The LED labeled FILTER just below the OUTPUT LED lights immediately, een that 
the output is now being filtered. 
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or functions. 


Waveform memory 
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setups. 
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ARB WAVE 


All parameters and STORE 


SRE Step backward eel must be RECALL 
through previous entered. , 
_ displays. 
Select waveform Store and recall of 
and standard instrument settings. 
functions. All numerical parameters 
controlled by the KNOB are 
immediate. All selections 
(except standard waveforms) 
SCLK AC made by the knob must be 
aoe 2 8=60m= SEQUENCE 
FREQ = DG entered. 
Frequently used keys for 
waveform playback. 
Same as OK. Same as CANC (cancel). 


MOUSE 


Figure 3-3. Front Panel Controls 


10 | GETTING STARTED PM 5150 


{2 


Table 3-3. Programmable Parameters of the Standard Waveforms 
DISPLAY RANGE AND DEFAULT 
Phase 0.000° to 360.000° 0.000° 
Duty Cycle D 1 to 100% 50% 


Delay DLY 0 to 100% 0% 
0 to 100% 10% 
0 to 100% 30% 
A 0 to 100% 10% 
N 0 to 1000 1 


Rise Time 


High Time 
1 to 1000 1 
1 to 100% 100% 


PULSE 


TY 
IS 
| 
Fall Time L 
Number of Repetitions 
TRIANGLE Number of Repetitions 
HAVERSINE Number of Repetitions 0.01 to 1000.00 
Ringing Frequency 4.00 to 1000.00 
SINE XX Multiplier 
x1 to x1000 x1 
x1 to x1000 x10 
x1 
x10 
x20 
F 
Pp 
F 
P 
F 
P 


Number of Repetitions 

SAWTOOTH P 
Duty Cycle 

CIRCLE Number of Repetitions 0.01 to 1000.00 1.00 
Phase 0.00 to 360.00 0.00 


Beai 
LINEAR SWEEP | ~~" 
End 
j x1 to x1000 

nd 


x1 to x1000 


TY 
p 
F 
p 
F 
p 


Carrier Frequency CF -X1 to x8183 
Modulation Frequency x1 to x8183 x1 
Modulation Index Xx 0 to 100 % 
Modulation Phase 0 to 360° 
Carrier Phase Cc 0 to 360° 
Carrier Frequency C x1 to x8183 
SOM Modulation Frequency x1 to x8183 x1 
Modulation Phase 0 to 360° 0° 
Carrier Phase C 0 to 360° o° 
Carrier Frequency C x1 to x8183 x20 
Modulation Frequency | x1 to x8183 x1 
FM Modulation Index X 0.01 to 100.00 10.00 
Modulation Phase 0 to 360° 0° 
Carrier Phase C 0 to 360° o° 


R 
H 
F. 
N 
D 
E 
E 
M 
| 

M 
M 
M 
M 
I 

M 
D 


O 
, 


NOTE: 


At least 3 to 10 samples are required to represent any given function. Therefore, the length of the 
waveform must be taken into consideration when selecting range and resolution values. 
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INTRODUCTION 


This section provides information about how the PM 5150 operates. The topics discussed in 
this section include the following: 


— Digital synthesis of waveforms 
— Memory organization 
— Command chaining and the LAST Key 


DIGITAL SYNTHESIS OF WAVEFORMS 


The output signals of the PM 5150 are high resolution sample and hold functions of the ideal 
waves. The value of the individual amplitude sample is designated as Y. The corresponding 
normalized time position is X. The pairs of X,Y values are stored in waveform memory (RAM). — 
The X value is used as the address of a memory location, and the sample amplitude value in 


this location is Y. Thus a complete arbitrary wave is defined by the finite set of values stored in 


the waveform memory. 


For example, consider the following waveform: 


X = +2047 
Y = 499 


COOP ARTCC 
wo ++ Yi LIN | Ett tt 
PTA tT tT tT AL 
we Skee ASRS 
RRR EERE 
“oo Neh 


Soy 
SERRE SERRE S 
-1024 ¥, | 


VERTICAL RESOLUTION (BITS) 
° 


88 
= af) REY 
ow ||} ] TT tt tT AAA 


0 249 499 749 999 1249 1499 1749 1999 


MEMORY LOCATIONS 


Figure 4-1. Sine Wave to be Stored in Memory 
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The X and Y axes are labeled as they are to illustrate how this waveform would be stored. The 
Y axis is scaled in terms of a digital value with a resolution of 12 bits. This means that there 
are 4095 points of amplitude, referred to as the resolution of the waveform. 


The X axis is scaled in terms of memory addresses, and as shown here, the default length for 
an arbitrary waveform is 2,000 addresses, 0 through 1999. Each location stores one amplitude 
value, and the entire waveform can be reconstructed (played back) at any time later by 
reading the corresponding section of memory. The entire waveform memory is 32,768 
addresses long. 


The waveform memory can be loaded in the following ways: 


— The STANDARD WAVEFORMS have their X and Y values loaded automatically from 
stored algorithms. 


- ARBITRARY WAVESHAPES are created by entering the values manually using the front 
panel keypad or edit knob, or by means of the optional mouse. Arbitrary waveshapes can 
also be copied, edited, or combined with previously stored Standard or Arbitrary Wave- 
forms. 


- A Digital Storage Oscilloscope can download values from a captured waveform. 
— A computer can create the X and Y values and transfer them to the generator. 


How Analog Waveforms are Obtained 


Analog waveshapes are obtained by converting the digital amplitude samples Y to analog 
voltages. This is performed by a digital-to-analog converter (DAC). See Figure 4-2. 


The conversion rate is the programmed sample (SCLK), which is derived from the sample 
clock generator. The range is 0.1 Hz - 20 MHz, with a resolution of 4 1/2 digits and and 
accuracy of +/- 50 ppm. | 


The following formula illustrates how the output frequency is calculated: 
output frequency f = sample clock frequency (SCLK) / total number of waveform samples 


For a given output frequency f/f, it is best to use the maximum possible sample clock rate in 
order to obtain high phase resolution and high spectral performance of the output wave. 


The user defines a waveform using standard functions or custom profile data files to load the 
waveform memory. An address generator sequentially addresses the waveform memory, 
whose output presents the data values to the DAC. This circuitry converts the digital data into 
analog voltage levels. The series of sequential voltage levels describes the output waveform 
whose frequency is determined by the rate of the sample clock divided by the number of 
samples in the waveform. Changing the sample clock speed causes the address generator to 
change the speed at which the date goes into the DAC, thereby changing the output 
frequency of the waveform. 


As the digital waveform data stored in the waveform memory is clocked out of waveform 
memory and through the DAC, the output creates the analog representation of the signal. A 
low-pass filter can be switched in to remove the sampling noise. 


SAMPLE DIGITAL- 


CLOCK OUTPUT 


ANALOG 
CONVERTER 
(DAC) 


ADDRESS 
GENERATOR 


Figure 4-2. Analog Waveform Creation 
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4.3.1 


In the PM 5150, amplitude and offset can be controlled in both the digital and analog domains. 
Digital control is accomplished by scaling the image in the waveform memory, while a front 
panel key allows you to set these levels directly. 


MEMORY ORGANIZATION 


The following paragraphs explain how the waveform memory is organized, the system of 
waveform numbering, and how the default memory segments can be changed. 


Each time a RESET ALL is performed, the waveform memory is reinitialized. The initial 
configuration of the waveform memory is described in the following table. 


Initial Memory Map 


LOCATIONS CONTENTS 

0 - 1999 Reserved for Arbitrary Waveform #0 
Preloaded with Standard Triangle Wave 

2000 - 3999 Reserved for Arbitrary Waveform #1 
Initially blank 

4000 - 5999 Reserved for Arbitrary Waveform #2 
Preloaded with Standard Pulse Waveform 

6000 - 7999 Reserved for Arbitrary Waveform #3 
Initially blank 

8000 - 9999 Reserved for Arbitrary Waveform #4 
Initially blank 

10000 - 10999 Reserved for Standard Wave 


Preloaded with SIN wave 


When the front panel ARB WAVE key is pressed, the wave is always loaded into memory 
locations 0 to 9999. Locations 11,000 through 32,767 are the area in which other arbitrary 
waves can be created. Note, though, that the standard wave area is always at the highest 
memory locations. So, for example, if you create an arbitrary wave in locations 11,000 through 
24,000, the next time you need a standard wave, the PM 5150 will create it beginning at 
location 24,001. 


START START START START START START START 


0 2000 4000 6000 8000 10000 11000 
ARB #0 ARB #1 ARB #2 ARB #3 STDW AVAILABLE MEMORY SPACE 
1999 3999 5999 7999 9999 10999 32767 
STOP STOP STOP STOP STOP STOP STOP 


Figure 4-3. PM 5150 Memory Map 


Default Partitioning 


The total available waveform memory is 32,768 points. The memory is initially divided into 
partitions to provide easy programming of six different waveforms. Five blocks of 2000 points 
each occupy the first 10K of memory. In addition, one of 20 standard waveforms can be 
downloaded to 1000 points of memory from 10K on. The default standard wave is a sine 
wave. 
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Waveform Numbering 


The first five blocks of memory are assigned ARB waveform numbers. These waveform 
numbers are used for accessing the individual memory blocks. They are arrayed in the 
memory in ascending order. Additional ARB waveform numbers can be assigned up to a 
maximum of 100, restricted by the total of the individual block lengths. The last block of 


memory is referred to as STD WAVE. 


Changing Waveform Block Lengths 


Waveform lengths in the numbered blocks default to 2000 points. This value is easily 
changed, from the minimum waveform length of 32 points up to the length of available 
memory. The following steps demonstrate how to change the length of a waveform block: 


1. Press the SETUP key, and then press the ARB# softkey. 


2. Select the desired Waveform number using the edit knob. The display will indicate the 
current settings for the start address and length of the selected ARB wave. For example, 
the following would display for the default sine wave: 


02000 @00000 ARB 00 
SYN1 SYN2 SYN3 LEN 


The numbers in the first line indicate the length and starting address of the block. 


3. Press the LEN softkey. The display indicates the available free memory. For the default 
setting, for example, the display would show: 


free=21736 L=2000 
OK CANC 


4. Use the edit knob or keypad to change the waveform block length. If you attempt to 
exceed the available memory, the PM 5150 sets the length to the maximum available. 


5. Press OK to enter the change, or CANC to cancel it. The PM 5150 returns you to the 
previous menu level. 


To change the length of the standard wave, first press the SETUP key, then the STDW 
softkey. Proceed as in steps 3, 4, and 5. 

Deleting Waveforms 

A waveform that is no longer needed can be deleted from memory as follows: 

1. Press the SETUP key, then the ARB number softkey (ARB#). 

2. Use the edit knob to select the number of the waveform to delete. 

3. Press the Delete softkey (DEL). 

4. Press OK to delete or CANC to cancel. 


Note that the standarad wave (STDW) cannot be deleted. 


Creating a New Waveform Number 

Unused Waveform Numbers can be activated as follows: 
1. Press the SETUP key, then the ARB# softkey. 

2. Press the NEW softkey. 


3. Turn the edit knob. The display shows all unused Waveform Numbers. Select the desired 
number. 


4. When the PM 5150 returns you to the ARB# display, press the Length softkey (LEN) if you 
wish to change the waveform memory length. Proceed as described in Paragraph 4.3.3 to 
change the length. 
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COMMAND CHAINING AND THE LAST KEY 


Mastery of the operation of the PM 5150 Arbitrary Waveform Generator requires some 
understanding of the design of the user interface software that monitors front panel activity 
and its behavior in response to keypad input. 


Each time a front panel key is pressed, the event is stored even if the ENTER key does not 
complete the selection. This is similar to the operation of the remote interface which permits 
chained Program Message Units to be terminated with a single EXEC command. 


In most cases, keystroke memory is helpful because it provides the mechanism whereby the 


LAST key recalls previously selected modes and functions. However, the actions of this 


memory can sometimes result in unintended selections being made. For example, consider 
the following sequence of keypad and softkey selections: 


— MODE key 

— TRIG softkey 

— STD WAVE key 
— SIN softkey 

— ENTER 


The MODE-TRIG selection became a pending command, so it is also executed when you 
press the ENTER key. This may not be the intended selection. 


The philosophy behind this “command chaining” is based on the idea that all user input is 
important and will be used at some time. By keeping this concept in mind as you use the PM 
5150, you can minimize such surprises. In the above example, the unintended side-effect 
would have been avoided by not selecting TRIG after MODE, but instead going immediately to 
the next intended selection, STD WAVE. 


The LAST key can help you determine whether you have made an unintended selection, 
because you can use it to step backward through the displays you have accessed. In this 
case, the LAST key would step you backward through your selections. When you reached the 
MODE display, the word MODE would be preceded by an asterisk indicating it is a pending 
command, and the TRIG selection would be shown in upper case letters, indicating the new 
Trigger Mode that will take effect when you next press ENTER. If this is not the action you had 
intended, you could reselect the desired mode, and then press ENTER. 
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CREATING AND EDITING ARBITRARY WAVEFORMS 


INTRODUCTION 


This section explains how to create arbitrary, non-standard waveshapes. These custom 
waveforms can be created using a variety of techniques as follows: 


— By building up a waveform a segment at a time using line or vertex edit modes. 
— By performing mathematical operations on waveforms. 


te By downloading files from a computer or digital storage oscilloscope. 


— By constructing waveform sequences out of parts of other waveforms, either standard or 
arbitrary. 


Each step in the waveform construction can be viewed on an oscilloscope connected to the 
instrument output. See Section 2 if you need details on how to connect the PM 5150 to an 
oscilloscope. The optional mouse is recommended for line and vertex editing, although it is 
possible to construct waveforms without it. Arbitrary and standard waveforms can be inter- 
spersed. More complex waveforms can be created by adding, subtracting, and multiplying any 
two standard or arbitrary waveforms that have been previously stored in memory. It is also 
possible to download waveforms from a computer using the RS-232-C or IEEE-448 interface. 
In addition, two methods are provided to download previously captured waveforms from a 
digital storage oscilloscope using the RS-232 or IEEE-488 interface. 


NOTE 


To be sure that you allow enough memory space for the arbitrary 
waveform, define the Waveform Number block length before creating an 
arbitrary waveshape. See Section 4 for more information. 


LINE MODE 


The line editing mode is best suited to creating waveforms a segment at a time from a 
left-hand start or anchor point. A line is drawn from the start point or anchor to some other 
point to the right. That point is called the vertex (VRTX), and becomes a new anchor. The 
process is repeated until the new arbitrary waveform is completed. 


The line mode process is illustrated in Figure 5-1. 


All or any portion of a selected waveform block can be edited. Editing begins either at a start 
point or left anchor. A start point can be placed at any X and Y position within the selected 
waveform block. Alternatively, a left anchor can be positioned at any X address, but the Y 
value follows that of any previously programmed waveform or baseline. 


Editing from a Start Point 
1. Press the ARB WAVE key. 
2. Press the EDIT and LINE softkeys. 


3. Select a waveform number using the edit knob or keypad. Press ENTER after using the 
keypad. 


4. Arbitrary waveform construction can begin at any point within the selected waveform 
number block. Press the STRT softkey. 


5. Use the edit knob or keypad to select X and Y positions to start waveform editing within 
the selected block. Use the SELECT keys to move each active parameter to the right side 
of the display. (Remember to press ENTER if using the keypad.) 


6. Press OK to store the start point or CANC to cancel. 
7. Press the ANCH softkey. 


8. Use the SELECT keys to move the Right Anchor (AR) to the right side of the display. Use 
the edit knob or keypad to select X address for the end of the edited portion of the 
waveform. 


9. Press OK to store the right anchor or CANC to cancel. 
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LINE MODE 


1. Select LINE mode. 


View startup screen on scope. 


VRTX 
and 


2. Move VRTX (Vertex) with mouse. 


Monitor VRTX coordinate (X, Y) on 
PM 5150 front panel. Press LEFT 


poy aie 
mouse button to anchor VRTX 1. 


3. Anchor the vertex and create a new line. 


The anchor automatically moves to a 


new location and is ready to start a new 
vertex. 


4. Continue this process until the desired 
waveform is created. © 


Figure 5-1. Line Mode Editing 
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Editing from the Left Anchor 


1. Press the ARB WAVE key. 
2. Press the EDIT softkey, then press the LINE softkey. 


3. Select a Waveform Number using edit knob or keypad (press ENTER after using the 
keypad). 


4. Arbitrary waveform construction can begin at any X address within the selected waveform 
number block. Press the ANCH softkey. 


5. Use the SELECT keys to move Left Anchor (AL) to the right side of display. Use the edit 
knob or keypad to select X address. (Remember to press ENTER if you use the keypad.) 


6. Use the SELECT keys to move the Right Anchor (AR) to the right side of the LCD. Use the 
edit knob or keypad to select an X address for the end of the edited portion of the 
waveform. 


7. Press OK to store the anchors or CANC to cancel. 


NOTE 


Anchors and vertices appear on the oscilloscope screen as intensified 
points on the edited output waveform. Connect a BNC/BNC cable 
between the Z-OUT connector on the PM 5150 rear panel and the Z-AXIS 
input connector of the oscilloscope. Adjust the oscilloscope intensity for 
good cursor definition. If necessary, adjust the level by pressing ARB 
WAVE, then the ZLEVEL softkey (ZLVL). Adjust the cursor intensity by 
increasing or decreasing the number displayed. 


Creating Line Segments 
Refer to Figure 5-2 for the following discussion. 


1. Set a start point and anchors as described previously. 
2. Press the chord softkey (CHRD). 


3. Use the edit knob, keypad, or optional mouse to select X and Y addresses for the 
destination (vertex, VRTX) of the first line segment (chord). If the mouse is used, LCD 
readouts continually indicate the changing mouse position. 


4. When the desired position is reached, press the OK softkey or the left mouse button. This 
stores the line segment. Press CANC or the right mouse button to cancel segment editing. 


5. Create the next line segment by again using the knob, keypad or optional mouse to set the 
next X-Y coordinate, as before. 


6. Continue adding line segments up to the limit previously established for the right anchor 
point. 


Waveshape Tracing 


The optional mouse simplifies line mode editing, because the waveform can be viewed on the 
oscilloscope as it is being drawn. If the waveshape is readily available in hardcopy form, it can 
be drawn onto the Oscilloscope Overlay Grid (in the front pocket of this manual), and placed in 
front of the oscilloscope display. The mouse permits you to trace the drawn lines. Use a 
grease pencil or other non-permanent marker to draw on the overlay grid so that it can be 
erased and reused. 


A similar method can be used if the desired signal already exists as a stored trace in a Digital 
Storage Oscilloscope. Display the waveshape on one channel! while monitoring the PM 5150 
output on a second channel. Again use the mouse to trace over the displayed waveform. If 
desired, the waveform can be smoothed as described further on in this section. See the 
discussion on smoothing under Vertex Mode. 
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ARB WAVE 


er STRT | Set STRT (Start) point 
“<= ANCH * Select ANCH (Anchors Left and Right) 
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Figure 5-2. Creating Line Segments 
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Waveform Design Worksheet 


An accurate but more time-intensive method of creating waveforms involves plotting the 
waveform onto graph paper, then transferring the X and Y coordinates to the PM 5150. For 
this purpose, a Waveform Design Worksheet suitable for duplication has been provided as an 
appendix to this manual. You can make an enlargement photocopy (scale factor 1:1.25) to 
produce a grid scaled in millimeters, making it possible to measure values directly. 


VERTEX MODE 


The vertex editing mode creates waveforms by establishing two anchor points at selected 
addresses, positioning a vertex in the active region between the two anchors, and then 
connecting the vertex to the anchors with two line segments. The vertex mode also makes 
available waveform scaling, smoothing, duplication, and the insertion, addition and “dumping” 
of standard functions. 


Vertex editing is illustrated in Figures 5-3 and 5-4. 


Setting the Z-Level 


All vertex mode editing is made simpler by first setting the contrast of the anchor points that 
define the active region. When you first select ARB WAVE, note that one of the submenu 
selections is ZLVL. 


_ Z-Axis is the output from the rear panel Z-OUT connector. It provides a variable level pulse 


that occurs at times coincident with the trace between cursor and anchor positions when in the 
waveform edit modes. 


When Z-OUT is connected to the Z-Axis input of the monitor oscilloscope, it provides intensity 
modulation of the display to show the cursor and anchor positions. The level setting depends 
upon the sensitivity of the oscilloscope. 


VERTEX MODE 
. Select VRTX mode. 


View startup screen on scope. 
Place LEFT and RIGHT ANCHORS 
at desired addresses with mouse 
and front panel keys. 


2. Active edit area is defined. 


Figure 5-3. Vertex Mode Editing: The Active Area 
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ARB WAVE 


e Place VRTX 
MOTSE e Exchange X and Y parameter 
' ¢ Use knob to draw VRTX 
and two CHRDs 
! 
' 
' 
° Move MOUSE 
to draw VRTX and \ 
CHRDs 1 
1 
1 
' 
i 
i 
¢ LEFT key to 1 
accept VRTX 


* OK to accept VRTX 


Figure 5-4. Setting Anchors in Vertex Modex 
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To adjust the Z-Axis level, perform the following steps: 
1. Press the ARB WAVE key. 
2. Press the ZLVL softkey. 


3. Use the edit knob or keypad to set trace intensity in desired contrast with the cursor and 
anchor intensity. For best results, adjust the scope trace intensity at the same time. 


In setting the Z-level, it is sometimes helpful to first define preliminary anchor points, then 
press the LAST softkey to return to the ZLVL selection. The range for ZLVL is between 0 and 
3000, with 1500 as the default. This number represents the relative brightness of the trace 
Z-Axis. 

Selecting Left and Right Anchor Points 


Anchors define the active editing area of the waveform. Once they are set, all vertex mode 
editing takes place only on the portion of the waveform between the anchors. The default 
locations for the anchors are LEFT = 0, and RIGHT = 1999; in other words, the entire default 
length of the waveform. 


1. Enter vertex edit mode by first pressing ARB WAVE, selecting an ARB number to work 
with, then pressing EDIT. 


2. Press the ANCH softkey, and set the left anchor X value using edit knob, keypad, or 
optional mouse (press ENTER if using the keypad.) 


3. Use the SELECT keys to move the right anchor (AR) to the right side of LCD. Set the right 
anchor X value using the edit knob, keypad, or optional mouse. 


4. Press OK to store anchors or CANC to cancel. 


NOTE 


The difference between the left and right anchors is limited to 8000 points 
or the waveform length, whichever ts less. 

Adding a Vertex 

1. Press the Add Vertex softkey (ADDV). 

2. Set vertex X and Y values using the edit knob, keypad, or optional mouse. 


3. When the desired position is reached, press the OK softkey or the left mouse button to 
store the two line segments. Press CANC or the right mouse button to cancel vertex 
editing. 


4. Continue adding anchors and vertices until the waveform is completed. 


Scaling 


Scaling allows any portion of a waveform designated by the left and right anchors to be 
modified in amplitude and offset. Refer to Figure 5-5. 
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ARB WAVE 


ANCH | ¢Select ANCH 


e Activate SCAL (Scale) KNOB and Exchange key 


e Select Digital Amplitude 


iia ae (DA) and Digital Offset (DO) 
e Use MOUSE to scale a 
waveform between two 
anchors 


e Select Digital Amplitude (DA) 
and Digital Offset (DO) 


e Use MOUSE to scale a 
waveform between two anchors 


e LEFT key to accept 
a new SCAL 


pK e OK to accept a new SCAL 


DA decreased DO unchanged 


ANCH-L 


ANCH-R 


Figure 5-5. Scaling Function 
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To Scale a portion of a waveform, perform the following steps: 


1. 
2. 
3. 


Select anchors. 

Press the SCAL softkey. 

Set digital amplitude (DA) and digital offset (DO) values for the selected portion of the 
waveform using the SELECT keys to select the active parameter. Observe the oscillo- 
scope to see the changes in output. 


Press OK to store the scaled waveform or CANC to cancel. 


NOTE 


The SCAL function provides an extended digital amplitude working range 
of + 8191. The default amplitude value is 4095, which corresponds to the 
amplitude range of the waveform memory. Setting the digital amplitude to 
negative values inverts the edited waveform portion. Absolute values 
greater than 4095 increase the amplitude. To enlarge small signals, 
repeat steps 2 through 4 as needed. 


If the scaled portion of the waveform exceeds the 4095 points available in 
the waveform memory, the waveform will be clipped when you press OK 
to store the waveform. | 


Select (A) VRTX, (B) SUM or INSERT FUNCTION, or (C) SCAL. 


_ (A) VRTX (Vertex) 


Place VRTX anywhere between the 
anchor points. After the placement, 
move two anchors to the new area. 


(B) SUM or INSERT FUNCTION 


SUM (Sum Function) is similar to ; Be WAVEFORM 
analog sum. ! 


INSF (Insert Function) cuts the active 
edit area of the waveform and pastes 
a new function. 


(C) SCAL (Scale) 


Between anchor-left and anchor-right, 
digitally rescale the waveform with 

DA (Digital Amplitude) and DO (Digital 
Offset). 


NOTE 


In this case, the waveform is clipped as 
a result of selecting DO and DA values 
that cause a portion of the waveform 
to exceed 10.4 volts. 


Figure 5-6. Vertex Mode Editing Functions 
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Smoothing 


A smoothing factor can be applied to any part or all of a waveform. It is computed as a moving 
average over a specified number of samples. 


1. Select anchors as previously described. 

Press either the left or right arrow SELECT keys. 

Press the Smoothing softkey (SMOO). 

Select the number of samples to be averaged (up to 125) using the edit knob or keypad. 


Press the SHOW softkey to preview. 


Pa pF oO 


Press the OK softkey to store the smoothed waveform or CANC to cancel. 


Inserting Standard Functions 


Any one of 20 standard functions can be inserted between the left and right anchors. The 
length is limited to 8000 points. 


1. Select anchors. 
2. Press the Insert Standard Function softkey (INSF). 


3. Select the desired standard waveform by pressing its softkey. Use the SELECT keys to 
view all 20 waveshapes. You can modify the waveshape by changing any of its program- 
mable parameters. See Table 3-3 for a complete listing of these parameters. 


4. Press the SHOW softkey to preview the selection. 


5. Press the OK softkey to store the selection, or CANC to cancel. 


NOTE 


To obtain maximum amplitude resolution, unipolar functions from the STD 
WAVE menu (e.g., PLS + or SAW +) are inserted as bipolar waves. 


Dump Function 


The Dump Function (DMPF) permits a standard waveform to be loaded into the entire length 
of an ARB waveform memory without specifiying left and right anchors. Thus, standard 
waveforms can be inserted in memories with their total available length. 


1. Create or select an ARB waveform memory to work with. Adjust the memory length if 
desired. 


2. Enter Vertex Edit mode, and press either the left or right arrow SELECT key. 
3. Press the DMPF softkey. 


4. Select the desired standard waveform by pressing its softkey. Use the SELECT keys to 
view all 20 waveshapes. You can modify the waveshape by changing any of its program- 
mable parameters. These are listed in Table 3-3. 


5. Press the EXEC softkey to store the waveform in memory and permit further changes, or 
press the OK softkey to store the waveform and return to the previous menu level. 


CAUTION 


It is not possible to preview a selection when using the Dump 
Function. Both the EXEC and OK softkeys will cause the new 
waveform to overwrite any previous waveform in the selected ARB 
memory. 
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Duplicate Function 


The Duplicate Function (DUPL) allows a section of a waveform defined by left and right 
anchors to be copied and pasted into another section of the same waveform, or into another 


ARB waveform. See Figure 5-7. 

1. Select the desired ARB waveform number. 

Enter Vertex Edit mode and press either the left or right arrow SELECT key. 

Press the DUPL softkey. 

Set left and right anchors at the ends of the waveform section to be copied. 

Press the COPY softkey. This stores the selected portion of the waveform in a buffer. 
Press the LAST sofkey to return to the previous menu level. 

Select the ARB waveform number that is to receive the pasted section. 


Press the DUPL sofkey again. 


OP ee oN Oy ON BS 


Set left and right anchors on the destination waveform. 


. Press the PSTE (paste) softkey to paste the duplicated waveform. This retrieves the 
section of waveform from the buffer and stores it in the new location. 


ilk 
O 


* You can omit steps 6, 7, and 8 if the copy and paste operation are performed within the 
same ARB waveform number. | 
NOTE 


The pasted waveform will be truncated if the destination waveform 
section has fewer points than the original. 


Summing Standard Functions 


Any one of the 20 standard functions can be algebraically summed to any part or all of the 
wave being edited. Refer to Figure 5-8. 


1. Select the first standard waveshape using the Insert Standard Function procedure just 
described. 


2. If the second standard waveshape is to be summed to only a portion of the first standard 
waveshape, reposition the anchors. 


Press either the left or right arrow SELECT keys. 
Press the SUMF softkey. 


. Select the second standard waveshape by pressing its softkey. Use SELECT to view all 
20 waveshapes. Modify the waveshape as desired by changing any of its parameters. 
Reduce the digital amplitude value as necessary to prevent clipping. 


Press the SHOW softkey to preview summed waveforms, or CANC to cancel. 


Press the OK softkey to store summed waveforms. 


MATHEMATICAL OPERATIONS 


Mathematical operations are the third major category of waveform editing. These operations 
permit the contents of any two Waveform Numbers of equal length to be algebraically added, 
subtracted, or multiplied. In this way, complex composite signals, such as shaped tone bursts, . 
amplitude modulated signals, and so on, can be created. 


To enter the Math Mode: 


1. Press the ARB WAVE then the EDIT softkeys. 
2. Press the MATH softkey. 
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ARB WAVE 


e Select ARB# 


¢ Select DUPL waveform segment command 


¢ Define a waveform segment to be copied by placing ANCH (Anchors) (Left and Right). 


¢ Copy a waveform segment into a buffer memory. 


To paste on to another waveform ¢ Select an ARB# to paste the waveform 
Be eee eee eee ey te SUMF segment 


¢ Select the first address to paste the waveform segment by placing ANCH (Left). 


NOTE: ANCH (Right) must be beyond the length of the copied waveform segment. 
Otherwise, the segment will be truncated. 


e PASTE the waveform segment starting at the ANCH (Left). 


ARBA ARB B 


ORIGINAL 


) WAVEFORM 


Paste on the same waveform. Paste on to another waveform. 


Figure 5-7. Duplicate Function 
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¢ Select INSF (Insert Function) or SUMF (Sum Function) 


e Select function MENU 


e Select a standard function (example: Sine) 


e Set parameters 


e View FUNC (Function) 


e OK to accept a selected function 


INSERT FUNCTION SUM FUNCTION 


Figure 5-8. Insert and Sum Functions 


The Math submenu includes its own version of the SELECT keys. The bracketed arrow on the 
display is the formula field selection pointer. When you press the corresponding softkey, this 
pointer circulates the active field among the three waveforms to be added, multiplied, or 
subtracted. Figure 5-9 shows an example of how the Math functions operate. 


Selecting a Math Function 
The three math functions have the following forms: 
A*B Multiply; output amplitude normalized to full-scale waveform memory. 


(A + B)/ 2 Add; output amplitude divided by two. 
(A - B)/2 Subtract; output amplitude divided by two. 
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To select one of the math functions: 
1. Press the Math Operation softkey (OP). 


2. The current function is displayed in capital letters. Press the softkey for the desired math 
function. , 


Selecting Waveform Numbers 


Waveform Numbers to be combined must be selected and a destination assigned for each 
combined waveform. To assign a destination Waveform Number, press SETUP, then the 
ARB# and NEW softkeys. Turning the edit knob displays the available numbers. Complete 
instructions can be found in paragraph 4.3.5. under the heading “Creating a New Waveform 
Number’. 


1. Press the [ < ] softkey. 


2. The displayed equation has the following form: 


Destination ARB Waveform ## = ARB Waveform ## (*, +, or -) ARB Waveform ##. 


3. Define each Waveform Number by moving the pointer to each location in the equation and 
selecting a Waveform Number with the edit knob or keypad followed by pressing ENTER. 


4. Press the OK softkey after the three Waveform Numbers have been assigned. The result 
is visible at the output. 


CAUTION 


When using math functions, be sure to combine only waveform 
blocks of equal length. The destination waveform may be larger. 


Examples of Waveform Mathematics 


Many commonly seen waveforms can be duplicated by applying waveform mathematic 
operations on the standard waveforms. Following are a few examples: 


Sine * Exp+ A decaying sine wave results from the mullpaceten of a sine wave by a 
unipolar exponential function. 


Sine * Sine Multiplying two equal sine waves results in a unipolar sine wave, shifted 
90°, and at two times the frequency of the original (sine squared). 


Sine * Square A good approximation of a full-wave filtered AC power source can be 
obtained by multiplying a sine wave by a square wave of equal phase and 
frequency. 


Sine + Noise If the amplitude of the noise is chosen to be a small value (for example a 
Digital Amplitude of 300) while the sine wave is left at full-scale (4095), 
adding the two functions results in a noisy sine wave such as might be 
seen in an amplifier circuit with a noisy transistor. 


Complex Waveforms 
Waveform editing on the PM 5150 is so flexible that often the same complex waveform can be 
created several different ways. For example, the following steps demonstrate two different 
methods of constructing the same waveform. 
In this example, the waveform to be created is described by the equation: 

A(t) = sin (wt) + 1/6 sin (3 at) 


The waveform lengths are assumed to be the default values of LEN = 2000. Figure 5-10 
illustrates the waveforms that will be added using two different methods. 
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¢ Select MATH 


¢ Select ARB A, B, C 


¢ Select an OP (Operation) (+, -, *) 


¢ Compute 


Place the result in ARB C 


Figure 5-9. Math Function Example 


5.4.4.1. METHOD 1: INSERT AND SUM FUNCTIONS 


4. 


Use SETUP to create a new ARB number. 


Use the EDIT-VERTEX-INSERT FUNCTION softkeys to store a sine wave into the new 
ARB. Give it values of N = 1 and Phase = 0. 


Now, use the SUMF (summing function) to add another sine wave with a digital offset of 
683 (1/6 of 4095, the full amplitude of the original wave.) Also select N = 3, Phase = 0. 


Observe the resulting composite waveform at the output, as shown in Figure 5-10. 


5.4.4.2 METHOD 2: MATH FUNCTION 


1. 
2. 


Use SETUP to create three new ARB numbers. 


Use the same INSF insert function method as before to store a full amplitude sine wave in 
the first ARB. Use INSF to store a 1/6 amplitude sine wave with N = 3 and Phase = 0 in 
the second ARB number. 


Now use ARB WAVE-EDIT-MATH to set up an equation so that the last of the new ARB 
numbers will hold the sum of the first two. 


Observe the resulting composite waveform. It should appear the same as the one created 
using the first method. 
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Figure 5-10. Complex Waveform 
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View Function 


The View function allows all or any portion of the 32K waveform memory to be viewed at the 
output. The amount of memory to be viewed is selected by programming start and stop X 
addresses, rather than by Waveform Numbers. Thus, several consecutive waveforms occupy- 
ing different Waveform Numbers can be viewed together. 


1. Press the ARB WAVE key, then the VIEW softkey. 


2. Press the softkey associated with the memory segment you wish to view. Select ALL to 
view the the entire 32,768 points in waveform memory. 


3. Use the edit knob or the keypad to select the Left and Right addresses. The SELECT keys 
toggle the two addresses to the right of the display for editing. 


4. Press the ENTER key to view the selected addresses/segments. 


SEQUENCE GENERATOR OPTION 


The next few paragraphs explain how to program and use the optional Sequence Generator. 
This information only applies if your instrument has the Sequence Generator option installed. 
This is easily checked by pressing the front panel SEQUENCE key. If the option is not 
installed, the display will so indicate. 


The Sequence Generator permits different waveforms to be repeated and/or linked to each 
other in any order. The list of programmed instructions for each loop or link series is called a 
sequence. As many as 100 different sequences can be programmed, up to a total of 1000 
steps. Each step calls for one Waveform Number (up to 100) and the number of times it 
repeats (up to 1,048,575). 


Figure 5-11 shows a typical sequence of waveforms and the result when they are pro- 
grammed in a sequence. 


ARB WAVEFORM 1 ARB WAVEFORM 2 ARB WAVEFORM 3 


5.5.1 


Figure 5-11. A Typical Sequence of Waveforms 


Programming a Sequence 


Before programming a sequence, be sure each desired waveform has been created and 
stored in a Waveform Number location. 


1. Press the SEQUENCE key. 
Press the NEW softkey. 


2 
3. Select desired new sequence file number with edit knob or keypad. 
4. Press the OK softkey to enter a number or CANC to cancel. 

5 


. Press the EDIT softkey. A message STEP=??? indicates that no steps have previously 
been programmed. 
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Press the ADD softkey. 
Select the first step number with the edit knob or keypad. To allow for future changes to 


| the program, it is a good practice to leave room between step numbers, e.g., 10, 20, 30.... 


Press the OK softkey to enter a number or CANC to cancel. 


Select the desired Waveform Number for this step with the edit knob or keypad. 


. Press the SELECT keys to move the number of repetitions to the right side of display. 
. Use the edit knob or keypad to set the desired number of waveform repetitions. 

. Press OK to enter numbers or CANC to cancel. 

. Select the next step number and repeat steps 7 through 12 above. 


. After all steps have been programmed, view the finished results by pressing SEQUENCE 


and selecting the Sequence Number. Press ENTER. 


Additional sequences can be programmed and stored by selecting a different sequence file 
number in the steps above. 


Deleting a Sequence 


Sequences that you no longer require can be deleted from memory by the following proce- 
dure: | 


oi 


Press SEQUENCE. | 

Use the edit knob or the keypad to select a sequence file number to be deleted. 
Press the DEL softkey to mark the file. 

Press OK to delete the file or CANC to cancel the deletion. 


Adding a Step to an Existing Sequence 


OuhON> 


Press the SEQUENCE key. 

Select the appropriate sequence file number. 

Press the EDIT softkey. 

Press the ADD softkey. 

Use the edit knob or keypad to select the desired new step number. 
Program the new step as previously described. 


Deleting a Step from an Existing Sequence 


Oa POnN=> 


Press SEQUENCE. 

Select the appropriate sequence file number. 

Press the EDIT softkey. 

Use the edit knob or keypad to select the step number to be deleted. 
Press the DEL softkey. 

Press OK to delete the step or CANC to cancel. 


Modifying a Step within an Existing Sequence 


1. 


oO A > & 


Press the SEQUENCE key. 

Select the appropriate sequence file number. 

Press the EDIT softkey. 

Use the edit knob or keypad to select a step number to be modified. 

Press the MOD softkey, then enter the desired Waveform Number for this step. 


Press the SELECT keys to move the number of repetitions to the right side of the display, 
and enter the desired number of waveform repetitions. 


Press OK to enter numbers or CANC to cancel. 
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SEQUENCE ¢ Select SEQ (Sequence) number 


e Add a new step 
(or DEL to delete, or MOD 
to modify the step) 


¢ Select a step 


¢ Set parameters 


e Accept Modification to a step 


STEP 001 STEP 002 STEP 003 SEQUENCE #01 


ARB#05 + ARB#10 


Figure 5-12. Editing a Sequence File 
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SPECIAL APPLICATIONS 


INTRODUCTION 


This section describes some special applications of the PM 5150. While some of these 
features may not be used regularly by every user, they demonstrate important features of the 
instrument. 


Waveforms captured by a Digital Storage Oscilloscope (DSO) can be easily downloaded to 
the PM 5150. This capability can be particularly valuable in applications where the waveform 
to be replicated is difficult to obtain for some reason. For example, the output of an automobile 
decelerometer in a crash can be expensive to obtain! Captured once by a DSO, however, the 
waveform can be stored in the PM 5150 memory and recreated at no additional cost. 


The PM 5150 Arbitrary Waveform Generator provides two ways to retrieve such DSO- 
captured signals: plotter mode and fast-transfer mode. 


Plotter Mode 

To transfer a waveform to the PM 5150 using Plotter Mode, connect the DSO (e.g., Philips PM 
3350) to the Generator using either an RS-232 cable or IEEE-488 bus cable. You do not need 
to use any special commands or programming, because the transfer is carried out in the 
plotter language HPGL. 

To use the RS-232 interface, set up the PM 5150 as follows: 

1. Press the INTERFACE key. 

2. Press the R232 softkey. 


3. Now press the DSO softkey and select the ARB waveform number you wish to use for the 
waveform. 


4. Use softkeys to program the RS-232 communication parameters. Push the LAST key each 
time to step back to the previous menu level. 


5. Activate the interface by pressing the ENTER key. 


To use the IEEE-488 interface, set up the instrument as follows: 
Press the INTERFACE key. 
Press the GPIB softkey. 


Now press the DSO softkey and select the ARB waveform number you wish to use for the 
waveform. 


4. Activate the interface by pressing the ENTER key. 


When the transfer is under way, the PM 5150 resizes the selected ARB waveform memory to 
4093 ... 4096 points, depending on the length of the DSO acquisition memory. 


NOTE 


The DSO display window doesn’t necessarily show the entire amplitude 

range of its acquisition memory. This is done to reserve a certain amount 
of memory for signals that exceed expected limits. The memory is 

downloaded with full amplitude range, so the waveform may appear 

smaller when played back from the PM 5150 to the oscilloscope. If 
necessary, the waveform can be easily enlarged using the SCAL function. 

See Section 5 for more information. 


Example: 


The following paragraphs provide an example Plotter Mode download using a Philips PM 3350 
oscilloscope with IEEE-488 interface. 
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Set the oscilloscope as the “Talker” in digital plot mode, and set the plotter type as PM 
8153 _6. The PM 5150 has already been set as the “Listener Only” when you pressed the front 
panel INTERFACE key, then the GPIB and +DSO softkeys and selecting an ARB number to 
store the waveform that is to be transferred. 


At the start of plotting, (key PLOT on the scope), the generator displays the message 
“COMMUNICATION DSO” to indicate that the transfer is taking place. When the transfer is 
complete, the waveform is available just as any other ARB would be. The amplitude and 
frequency are adjustable within the normal limitations. 
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IEEE-BUS 


PM 5150 


Access remote operation: ee INTERFACE: 
Choose IEEE-488 (GPIB) bus. oe GPIB R232 
GFIB: 
addr +ds0 


GPIB: ARB#=.. 


Select DSO download: sddeadee 


Select an ARB number to receive the data: 


Activate the interface: 


Figure 6-1. Setting up Plotter Mode Download via IEEE-488 Bus 
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select: “FORMAT:1.0 TYPE:PM8153_ 6” 


Figure 6-2. PM 3350 Selections for Plotter Mode Download 


SPECIAL APPLICATIONS PM 5150 


Feed signal to the Oscilloscope 


AUTO 
SET 


[| 


Set scope: trigger, timebase, amplitude, etc. 


DIGITAL 
MEMORY LOCK 


DIGITAL MEMORY 


U ory 
#E DIGITAL PLOTTER ACTIVE sasoke 


Figure 6-3. Initiating the Plotter Mode Download 
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The bargraph in the oscilloscope display shows the course of the plotting as data is 
transferred to the generator. The PM 5150 display shows “COMMUNICATION DSO” during 
the time the transfer is taking place. Once all the data has been transferred, the generator 
returns to its last display. If the ARB wave is now selected, the generator will output the signal 
that was transferred. 


Fast Transfer Mode 


The Fast Transfer Mode offers a quick download of waveforms captured in a DSO memory to 
the waveform memory of the generator. This method of transfer was specifically developed for 
use with arbitrary waveform generators; it works with a wide range of memory lengths and 
requires much less transfer time than transfering the same waveform using Plotter Mode. 


Fast Transfer Mode is implemented in recent Philips DSOs using the IEEE-488 interface 
(Philips PM 3382, PM 3384, PM 3392 and PM 3394). The oscilloscope IEEE programming 
guide usually describes the Fast Transfer Mode under the heading “Trace Dump’. 


After establishing the IEEE connection between the PM 5150 and the DSO, set up the 
generator just the same as for Plotter Mode. The steps are repeated here: 


1. Press the INTERFACE key. 
2. Press the GPIB softkey. 


3. Now press the DSO softkey, and select the ARB waveform number you wish to use for the 
waveform. 


4. Activate the interface by pressing the ENTER key. 


The number of waveform samples that will be transferred depends on the length of the DSO 
acquisition memory, any binary number from 512 samples up to 128K. 


NOTE 


The DSO display window may show only a portion of the captured 
waveform. However, in Fast Transfer Mode, the entire content of the 
acquisition memory will be downloaded. 


When the transfer is under way, the PM 5150 resizes the selected ARB waveform memory to 
the nearest binary number. For example, if the default length (2000 points) is programmed, 
the PM 5150 automatically changes the length to 2024 points during the download. However, 
the PM 5150 does not have a full 32K available, so if this number of points (or more) is 
needed, the generator applies the maximum size instead. 


In case the memory length does not coincide with the acquisition memory length of the DSO, 
the PM 5150 linearly compresses or expands the waveform to fit it into the memory. 


NOTE 


The DSO display window doesn’t necessarily show the entire amplitude 
range of its acquisition memory. This is done to reserve a certain amount 
of memory for signals that exceed expected limits. The memory is 
downloaded with full amplitude range, so the waveform may appear 
smaller when played back from the PM 5150 to the oscilloscope. If 
necessary, the waveform can be easily enlarged using the SCAL function. 
See Section 5 for more information. 
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SETTING UP MULTIPLE UNITS 


Multiple PM 5150’s can be operated synchronously in parallel or series. Synchronous opera- 
tion of multiple units eliminates triggering jitter and minimizes clock delays. For synchronous 
operation, the units must share the same sample clock and be programmed for a synchronous 
trigger interconnect. Refer to Figures 6-4 and 6-5 for diagrams of parallel and series operation. 
Parallel operation is appropriate for applications requiring multiphase signals, X and Y 
sweeps, and so forth. Series operation is best suited to applications using complex signal 


sequences that require extra-long memory. For synchronization, both series and parallel 
operation require one unit to be designated as the master unit and the rest as slave units. 


Sample Clock Connections 


Connect the rear panel SCLK IN/OUT signal from the master unit to the SCLK IN/OUT 
connectors of the remaining slave units. The Master unit operates with its normal internal 
clock. Program the Slave unit clock inputs to be external as follows: 

1. Press the UTILITY key. 

2. Press the MULT softkey, then the SCLK softkey. 

3. Press the EXT softkey to select external sample clock. 

4. Press ENTER. 


Reference Clock 


To ensure that the internal crystal-controlled oscillators of the slave units will phase-lock to the 
master, all instruments must be set to the same RCLK value. For details, see the discussion 
under the heading Refrence Clock Adjustment further on in this section. 


Trigger Connections 


Connect the rear panel SYNC TRIG OUT signal from the master unit to the TRIG IN 
connectors of the slave units. Program the master unit sync trigger as follows: 


1. Press the UTILITY key. 
2. Press the MULT softkey, then the STRG softkey. 
3. Press the PAR (parallel) or SER (serial) softkey. 


4. Press ENTER. 


Program the slave unit trigger inputs for synchronous operation as follows: 
1. Press the UTILITY key. 
2. Press the MULT softkey, then the TGIN softkey. 


3. Press the SYNC softkey to select synchronous trigger input. Press ASNC to return to 
asynchronous mode when returning to single unit operation. 


When the master unit is operated in the continuous mode, synchronize the units by pressing 
the TRIG key on the master unit (parallel operation only). 
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CASE 1 
TRIGGER 
(MAN. OR EXT.) 
SYNC TRIG 
OUTPUT MASTER UNIT 
(MASTER) CONT 
ASYNC 
OUTPUT SLAVE UNIT 
(SLAVE) CONT 
SYNC 
I EXT CLOCK 
™ SYNCHRONIZED WAVEFORM 
SYNC TRIG pulse synchronizes both Master and Slave units 
whenever Trigger (Manual or External) is given. 
CASE 2 
TRIGGER 
(MAN. OR EXT.) 
SYNC TRIG 
OUTPUT MASTER UNIT 
(MASTER) TRIG 
ASYNC 
OUTPUT SLAVE UNIT 
(SLAVE) TRIG 
SYNC 
EXT CLOCK 


CONNECTION DIAGRAM 
(REAR BNC CONNECTORS) 


SCLK OUT SCLK IN 


MASTER UNIT SLAVE UNIT 


Figure 6-4. Parallel Operation of Multiple PM 5150s 
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CASE 1 
i t 
MASTER UNIT 
OUTPUT CONT 
(MASTER) ASYNC OR SYNC 


SYNC TRIG 
PULSE 
(MASTER) 


[CONT]or SLAVE UNIT 


OUTPUT 
(SLAVE) WOT TT ATT NTN STAT TNT NT DTG CONT OR TRIG 
SYNC 
EXT CLOCK 
™ SYNCHRONIZED WAVEFORM 


SYNC TRIG pulse synchronizes both Master and Slave units on every cycle. In 
CONT (Continuous) mode, Waveform Length of slave unit must be equal to the 
Waveform Length of the Master Unit. 


In TRIG (Trigger) mode, Waveform Length of Slave unit must be equal to or less 
than the Waveform Length of the Master unit. 


CASE 2 


! 1 
TRIGGER ; ; l 


(MAN. OR EXT.) < 


OUTPUT 
(MASTER) 


SYNC TRIG 1 MASTER UNIT 
PULSE ae 
(MASTER ! ! ae 
OUTPUT ; SLAVE UNIT 
SYNC 
EXT CLOCK 


CONNECTION DIAGRAM 
(REAR BNC CONNECTORS) 


SCLK OUT SCLK IN 


MASTER UNIT SLAVE UNIT 


Figure 6-5. Series Operation of Multiple PM 5150s 
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6.3 PROGRAMMING THE SYNC OUTPUTS 


The PM 5150 provides several synchronization output signals, as listed in Table 6-1. 


Table 6-1. PM 5150 Synchronization Outputs 


SIGNAL FUNCTION 
SYNC1 OUT End Pulse or Programmable Address 
| syNc2 OUT Run or Programmable Address 


End Block or Programmable Address 


Each of the sync outputs has a unique default function. Instead of the default function, each 
can be programmed to provide a sync output pulse at any address and for any length for each 
waveform stored in the memory. To set up the Sync Outputs, follow these steps: 


1. Press the SETUP key. 


2. Select ARB or STDW to select the waveform that you will be synchronizing on. Next, press 
the SYN softkey to access the synchronization selections. | 


3. Amenu displays SYN1, SYN2, and SYNS3. Choose the sync you wish to use and modify it 
as appropriate for your application. The default sync address is O (zero, a relative address) 
and the default sync pulse length is one clock period. 


NOTE 


Programmable syncs may need to be reprogrammed if they are in a 
section of memory deleted when the length of a Waveform Number is 
shortened. 


Addresses are independently programmable if synchronizing to an 
address; however if default sync is chosen for one wave, that style is 
used for all waves, regardless whether an address is programmed. 


6.3.1 End Pulse (ENDP) 


End Pulse is the normal output from the rear panel SYNC1 OUT connector. It is a high TTL 
level during the last clock interval of the output waveform. In continuous and triggered modes, 
it occurs at the end of each cycle. In gated and burst modes, it is at the end of the last cycle. 
With the optional sequence mode, the End Pulse occurs at the end of the sequence. 


6.3.2 | Run (WRUN) 


Run is the normal output from the rear panel SYNC2 OUT connector. It is a high TTL level 
whenever an output signal is present. 


6.3.3 End Block (ENDB) 


End Block is the normal output from the rear panel SYNC3 OUT connector. It is used only with 
the optional Sequence Generator to provide a high TTL level during the last clock interval at 
the end of each step in the sequence. 


6.4 INTERNAL TRIGGER GENERATOR 


The triggered, toggled, and burst modes require a trigger. The trigger may be external, 
manual, or internal. Note that an external trigger source can be applied if MAN mode is 
selected. The internal trigger generator provides a periodic trigger at a variable rate from 0.02 
to 10 seconds. 
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6.4.1 


6.4.2 


6.4.3 


6.4.4 


6.5 
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To select the internal trigger: 

Press the MODE key. 

Press the TRIG softkey. 

Press the INT softkey. The display shows the current setting of the internal trigger. 


amd, 


ON 


Use the edit knob or keypad to set the desired trigger interval. Press the ENTER key if you 
use the keypad. 


Return To Start 
Return To Start (RTS) interrupts the output signal and returns it to the start level. Implement 


RTS by applying a TTL level to the rear panel RTS IN connector or by pressing the RTS key 


on the front panel. 


HOLD 

Hold stops the output signal and holds it at its present level as long as the HOLD signal is 
present. Implement HOLD by applying a TTL level to the rear pane! HOLD IN connector or by 
pressing the HOLD key on the front panel. 

Monitor Burst Count 


In the burst mode, the output cycle count (remaining burst cycles) can be monitored at any 
time. This is most useful for slow, low-frequency signals. Perform the following steps to 
monitor the burst count: 


1. Press the MODE key, then the BRST softkey. 
2. Press the MBST softkey. The display indicates .. . 


1=4711 N=10000 


Each time the MBST softkey is pressed, the counter is updated and cep the number of 
burst cycles left (1= ... ). 
Reference Clock Adjustment 


Adjusting the level of the Reference Clock is only needed if you must match the internal clock 
oscillator to an external 10 MHz reference. (In addition, you can vary the internal clock 
frequency within a small range.) Perform the following steps to adjust the reference clock 
level: 


1. Press the UTILITY key. 
2. Press the MULT softkey, then the RCLK softkey. 


Press the ADJ sofkey. Use the edit knob or keypad to set the level to a digital value 
between -2048 and +2047. 


4. Press ENTER. 


STORING AND RECALLING INSTRUMENT SETUPS 


Up to 31 different instrument setups can be stored as SET numbers 0 through 30. This 
capability is valuable for instantly setting the many instrument parameters that affect its output, 
such as triggering, Z Level, and so on. 


1. To store or recall an instrument setup, first press the STORE/RECALL key and select the 
SET number desired. 


2. A submenu displays STOR and RCLL. Press the softkey for the desired operation. 


3. Press OK to Store or Recall the instrument setups, or CANC to cancel. 


| 
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Table 6-2 following lists the instrument functions that are part of a stored setups as well as 
those that are not stored. 


Table 6-2. Instrument Settings that are STORED and RECALLED 


STORED | NOT STORED* 


Sample Clock LCD brightness 
Sample Clock Select (INT/EXT) GPIB address 
Amplitude AC RS-232 parameters (baud rate, parity, data and 


DC Offset 


Mode 


Output switch 
Output filter 


Sync 
Funct 


Stop bits, handshaking) 

Calibration constants 

Setting numbers for stored and recalled settings 
Partitioning for ARB#00 .. ARB#99 

select switch for SYNC1, 2, 3 Sync start/length information 


ion 


Edit Function 


Burst 


count 


Reference Clock Select (INT/EXT) 
Reference Clock Adjust 

Trigger output mode 

Trigger input mode 


Intern 
intern 


* In general, all instrument settings are 
i, non-volatile, even if they are not stored 
al Trigger generator repetition rate under a particular setting number. 


Smoothing value for edit 


al Trigger generator (ON/OFF) 


ee 


Wad 
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7 PERFORMANCE TESTS 


7.1 INTRODUCTION 


A performance test may be used as an acceptance test when the instrument is received. If the 
test fails, an indication is given that repair and/or adjustment is required. 


The PM 5150 must be warmed up with all covers in place for at least 20 minutes prior to 
starting the tests. 


7.1.1 Recommended Test Equipment 

Type of Equipment: Suggested Model: 
50Q feed-thru termination Philips PM 9585 
AC rms voltmeter Fluke 8840A-05 
DC voltmeter Philips PM 2535 
Distortion analyzer HP 339A 
Frequency counter Philips PM 6665 
Wide-band oscilloscope (t, < 3.5 ns) Philips PM 3295 


NOTE 


All test equipment has an output error of plus or minus a specified 
amount. Be sure to subtract this error from the Test Requirement 
tolerances listed in the following tests. Refer to the manufacturer's 
specifications in the opening sections of the instrument manual. 


7.1.2 Performance Verification 


7.1.2.1 © AMPLITUDE ACCURACY AND OFFSET ERROR TEST 


Test equipment: | AC rms voltmeter DC voltmeter 


Low-pass filter (see illustration below) 


10 kQ 
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Generator settings: WAVE: STD WAVE, L = 1000, SIN, N = 1 
SAMPLE CLOCK: 1 MHZ 
MODE: CONT 
OUTPUT: ON 
FILTER: OFF 
OFFSET: OV 
Output socket: Front-panel OUTPUT 
Condition: Open-circuit output, voltmeters must have high impedance inputs 


Test Result Requirements 
AC Amplitude Setting 
[ecoutputrme |e output 


10.00 V 3.486 V ... 3.585 V -150 mV ... 150 mV 


1.000 V 339.4 mV ... 367.7 mV 
100.0 mV 32.88 mV ... 37.83 mV 


7.1.2.2 THD + NOISE (SINAD) 


Test Equipment: 50Q feed-thru termination 
distortion analyzer | 
Generator settings: WAVE: STD WAVE, L = 1000, SIN, N = 1 
SAMPLE CLOCK: 20 MHz 
MODE: | CONT 
OUTPUT: ON 
FILTER: ON 
AMPLITUDE 1V 
Condition: Output 502 terminated, distortion analyzer set to 80 kHz measurement bandwidth 
Test requirement: THD + Noise < -62 dBc 


7.1.2.3. SAMPLE CLOCK FREQUENCY 


Test Equipment: Frequency counter 
Generator settings: SAMPLE CLOCK: 20 MHz 
MODE: | CONT 
Output socket: Rear-panel SCLK | 
Condition: Open-circuit output counter set to high input impedance 


Test requirement: SCLK: 19.99900 MHz ... 20.00100 MHz 


ed 


‘aa. 
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7.1.2.4 RISE/FALL TIME 


Test Equipment: 50Q feed-thru termination, wide-band oscilloscope 
Generator settings: WAVE: STD WAVE, L = 1000, SQR, N = 10 
SAMPLE CLOCK: 20 MHz 
MODE: CONT 
OUTPUT: ON 
FILTER: OFF 
AMPLITUDE 20 V 
Output socket: Front-panel OUTPUT 
Synchronization: | Rear-panel SYNC 1 OUTPUT 
Condition: Output 50Q terminated, for oscilloscope connection see Paragraph 2.5. 
Test requirement: t,, t) < 20 ns 
I, = rise time 
l¢ = fall time 


10% 
0% 


Rise/Fall Time Waveform 


7.1.2.5 | INPUT/OUTPUT SOCKETS TESTS 


Test equipment: Oscilloscope set to high input impedance 
50Q feed-thru termination 


Generator settings: 


1. RESET: RESET - ALL 

2. SETUP STD WAVE: SYNC 1, 2, 3 to ADDR mode 
STD WAVE: TRI 
OUTPUT: ON 


Connect the oscilloscope directly to the rear-pane! output sockets and verify that the following 
signals are present: 


RCLK OUT: TTL pulses with 10 MHz repetition rate 
SCLK OUT: TTL pulses with 10 MHz repetition rate 
SYNC TRIG OUT: 100 ns TTL pulses with 10 MHz repetition rate 


SYNC 1 OUT: 100 ns TTL pulses with 10 MHz repetition rate 
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Z-OUT: instrument setting: approximate voltage 
STO WAVE dcxaodunievaseeuyseuesdecsates OV 
ARB WAVE, ZLVL = 1500 .................. +3V 
ARB WAVE, ZLVL = 1000 .................. +2V 

SYNC 2 OUT: 100 ns TTL pulses with 10 MHz repetition rate 

SYNC 3 OUT: 100 ns TTL pulses with 10 MHz repetition rate 


Connect the oscilloscope to the front-panel output via the 50Q feed-thru terminator. Use the 
rear-panel SYNC 1 OUTPUT to trigger the oscilloscope. The screen should display the 
standard triangular wave. 


To check the rear-panel input sockets, perform the following connections and view the 
oscilloscope screen. 


SUM IN: Connect SCLK output to SUM IN socket. The oscilloscope screen 
should change as shown in the following figure: 


Rear-Panel Input Display 


TRIG IN: Connect SCLK output to TRIG IN socket. Verify that the output signal changes 
to zero volts. 

RTS IN: Connect SCLK output to RTS IN socket. Verify that the output signal changes to 
zero volts. 

HOLD IN: Connect SCLK output to HOLD IN socket. Verify that the output signal remains 


at the current value. 


ae a) 


PM 5150 


8.1 


8.2 


8.2.1 


8.2.2 


REMOTE CONTROL 8-1 
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INTRODUCTION 


The PM 5150 Arbitrary Waveform Generator can be controlled either via the RS-232-C serial 
port or over an IEEE-488 interface. When the optional mouse is installed, the preferred choice 
will probably be to use IEEE-488 communications to avoid disconnecting and reconnecting the 
mouse during operations. 


The information in this section presupposes that you are acquainted with the operation of the 
instrument, its parameters, and limits. 


RS-232 OPERATION 


To establish a proper connection between the RS-232 serial port and a controller, optional 
cable set PM 9536/501 is available. The set consists of two parts: the cable itself used for 
hardware handshaking, and an adapter that is inserted between the cable and the generator if 
you are using software handshaking. Both parts of the cable set are shown schematically in 
Figure 8-6. 


In hardware handshaking, the PM 5150 uses a DTR/CTS handshake. When CTS is not 
asserted (OFF), the transmitter interrupt to the processor is disabled. DTR is normally 
asserted (ON). When the instrument's receive buffer becomes 80% full, DTR is deasserted 
until the buffer empties to 20%. This handshaking requires only the use of part 1 of 2 of the 
RS-232 cable set (PM 9536/5071). 


For software handshaking, the adapter that is part 2 of the RS-232 cable set is installed on the 
cable. Software handshaking uses a CTRL/S at the buffer 80% full point to hold off more 
incoming data. When the receive buffer has emptied to 20%, the PM 5150 sends CTRL/Q to 
signal that more data can be sent. 

Activating the RS-232 Interface 


To activate the RS-232 interface, proceed as follows: 
1. Press the INTERFACE key. 
2. Press the R232 softkey, then the PC softkey. 


3. Use softkeys to program RS-232 communication parameters. Push the LAST key each 
time to step back to the previous menu level. 


4. Press ENTER to enable remote mode. 


The RS-232 communication parameters are shown in the following list. The selection in bold is 
the default selection: 


Baud Rate 1.2K 2.4k 9.6k 19k2 
Parity odd even NONE 


Data and Stop 7dis 7d2s 8D1S 8d2s (8D1S means 8 Data bits, 1 Stop bit) 
Bits 
Handshaking SW HW 


SW means Software Handshake: Xon/Xo_er, 
HW means Hardware Handshake: CTS/RTS 


Special RS-232 Interface Functions 


The PM 5150 implements three special interface functions for RS-232 operation. They are 
similar to addressed and unaddressed IEEE interface commands, and are described in the 
following table. 
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Special RS-232 Interface Functions 


RS-232 Interface Command Function Similar to IEEE Command 
ESC 1 go to local GTL 
ESC 2 go to remote control GTR 
ESC 5 local lock out LLO 


For these commands, send the ESC code, and then the required numeric code via the PC. A 
message generated by the instrument, can only be read-in via an RS-232-C interface by a 
controller when AD has been sent. 


IEEE-488 OPERATION 


The PM 5150 with the IEEE-488.2 option conforms to the Institute of Electrical and Electronics 
Engineers (IEEE) Standard 488.2-1987. All instrument functions can be controlled via the 
IEEE-488 interface. Refer to Figure 8-1. 


WY, 
GALL? 
Giz: 


dX 
SWORNY 


AN 


D C B C D 


<< Instrument————_> << Controller —-—__—__> 


JEEE488.2 IEEE488.1 [EEE488.2 
Standard Standard Standard 


A = Device functions 

B = Common system functions 

C = Message communication functions 
D = Interface functions 


* This figure is in accordance with “IEEE Standard Codes, Formats, Protocols, 
and Common Commands’ (ANSI.IEEE Std 488.2—1987). 


Figure 8-1. IEEE-488 Bus Messages 


Bus cables PM 2295/10 and PM 2295/20 are available for connecting the rear panel socket to 
a controller. The connector pinout is illustrated at the end of this section. 
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To activate the IEEE-488 interface, proceed as follows: 
1. Press the INTERFACE key. 
2. Press the GPIB softkey, then the ADDR softkey. 


3. Use the edit knob or front panel keypad to select the device address (range O .. 30). The 
default address is 16. 


4. Push ENTER to enable the address. 

At power on, the instrument is in local mode, which permits input from the front panel. When 

addressed as listener by a controller, a message appears on the display reading: 
lEEE-488: RS-232-C: 


** REMOTE GPIB ad *** REMOTE RS232 *** 
e#kkk*k ADDR = 16 ***** 


The rotary knob and all keys except LOCAL are locked and the instrument can now be 
operated in remote control. To return to local operation, press the front panel LOCAL key. 


8.3.1 Common Commands 


Commands can be divided into two major categories: common commands and device-specific 
commands. Device-specific commands are explained further on in this section. Common 
commands are defined by the IEEE-488 Standard, and among other things, are used to 
manage status registers and synchronization of the controller and the instrument. The 
following table is a list of common commands implemented in the PM 5150: 


Table 8-1. IEEE-488 Functions and Subsets 


Acceptor Handshake 


Service Request 


Further descriptions of command formats, operation, and expected responses from queries, 
are described in the remainder of this section. 


The following paragraphs describe the functions of the IEEE-488 interface bus, the commands 
and queries that are implemented in accordance with the IEEE-488.2 Standard, syntax and 
data formats, device specific commands, and error messages. 


The specific implementation of IEEE-488 includes the functions and subsets shown in Table 
8-2. 
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Table 8-2. PM 5150 Common Commands 


Clear Status 
Standard Event Status Enable 
Standard Event Status Enable Query 
Standard Event Status Register Query 
Identification Query 

Operation Complete 

Operation Complete Query 

Reset 

Service Request Enable 

Service Request Enable Query 

Status Byte Query 
Trigger Command 
Self-Test Query 
Wait-to-Continue 
System Option Query 


Hardware, connections and handshake procedure are in accordance with IEEE-488.1. 


For a more detailed discussion of these topics, you may obtain a copy of IEEE Standard 
488.2-1987 from: 


The Institute of Electrical and Electronics Engineers, Inc. 
345 East 47th Street, New York, NY 10017 


In addition, both Philips and Fluke publish brochures that summarize the IEEE-488 Standard. 
Ask your local representative for a copy of Philips’ General Purpose Interface Bus IEC 625-1 
IEEE-488.1; order Philips number 4822 872 80148, or Fluke Application Bulletin 36. 


8.3.2 Service Request 


Service Request is generated if one or more bits of the Status Byte Register are set to 1 and if 
the corresponding bits are enabled by the Service Request Enable Register. The controller 
asks for the contents of the Status Byte Register in Serial Poll Mode. 


To use Service Request, those bits of the Standard Event Status Register must have been 
enabled by *ESE, and bit 5 of the Status Byte Register must have been enabled by *SRE. 


(NRf) represents a decimal value whose binary pattern sets the corresponding bits of the 
Enable Register to 1. In this way, the assigned bits of the Standard Event Status Register 
respective of the bits of the Status Byte Register are enabled. 


All bits of the Standard Event Status Enable Register and of the Service Request Enable 
Register are set to 0 when the instrument is switched on. Therefore, it is necessary for user 
programs that require Service Request to set the required bits to 1 after power on. 


8.3.3 Status and Event Registers 
There are four required status or event registers, as follows: 
1. Standard Event Status Enable Register (ESE) 

Standard Event Status Register (ESR) 

Service Request Enable Register (SRE) 

Status Byte (STB) 


- © N 
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8.3.3.1 


These registers indicate device status and allow the programmer to specify which device 
events will enable a service request. Refer to Figure 8-2 for the following discussion. 


*Not used by PM 5150 


Standard Event 
Status Enable 


Enable by *ESE <NRf> 
Read out by *ESE 


Queue Not-Empty 


Service Status Byte Register 


Request Read out in Serial Poll mode 
Generation Read out by *SRB? 


Service Request 
Enable Register 


Enable by *SRE <NRf& 
Read out by *SRE? 


Figure 8-2. Status and Event Registers 


Each of the 8 bits in the ESR Register indicates a different condition within the device. The 
ESE Register provides a bit-by-bit mask of the ESR register. When a bit in the ESE Register is 
set, it enables the corresponding ESR bit to generate a Service Request (SRQ), if bit 5 (ESB) 
in the SRE Register has also been enabled. 


ESE AND ESR REGISTERS 


Each bit of the 8 bit ESR Register indicates a different condition within the device. The ESE 
Register provides a bit-by-bit mask of the ESR register. When a bit in the ESE Register is set 
TRUE, it enables the corresponding ESR bit to generate a Service Request (SRQ), if the ESB 
bit (bit 5) in the SRE Register has also been enabled. 
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8.3.4 


HIERARCHICAL 


HIERARCHICAL 
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For example, to generate an SRQ on one of the following conditions: 


— power on (bit 7) 
— command error (bit 5) 
— query error (bit 2) 


... you would first enable the ESB bit in the SRE Register by *SRE 16 and then send the 
command *ESE 164 (164 is the decimal equivalent of binary 10100100). 


SRE AND STB REGISTERS 


The Status Byte Register (STB) of the PM 5150 has four active bits that summarize the 
current status of the event registers, output queue, and certain instrument specific functions. 
Similar to the ESE Register, the SRE Register provides an 8-bit mask to allow the programmer 
to enable each STB bit (with the exception of the MSS bit 6) to generate an SRQ. 


For example, to enable the ESB and MAV bits, but not the USRO, of the Status Byte Register, 
you would send the following command: 


*SRE 48 (48 = Decimal equivalent of B00110000) 


The *SRE? and *STB? queries allow reading of the Service Request Enable and Status Byte 
Registers, respectively. 


The USRO (bit 0) is user defined, but not currently implemented. 


Syntax 
The IEEE-488.2 standard permits hierarchical command strings (called Program Message 


_ Units) to be sent from the controller to the instrument. The PM 5150 utilizes this capability for 


two of its device-dependent commands: WVFM and CONFIG. The syntax required to send 
such commands has the following rules: 


1. After a normal (non-hierarchical) command, the next WVFM or CONFIG command must 
be preceded by a colon character (:). 


Hierarchical commands are always followed by a colon character. 


If a hierarchical command is the first command in a command string, the command can 
optionally begin with a colon character. 


4. To change back to a higher level, the next command must be preceded by the colon 
Character. 


This syntax is illustrated in the following diagram: 


Only required 
to retum to 
root level. 


NON- 


lIEEE-488 Syntax 
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For example, consider the following GPIB command string: 
WVFM:SINE 1,0;:AMPLITUDE 10 


The colon character ensures that the AMPLITUDE command is interpreted as a “root level” 
command, not another subcommand of WVFM. 


Command Set Hierarchy 


The command set of the PM 5150 uses a hierarchical command structure. Figure 8-3 shows 
an example of this structure. 


root WVFM 


level 1 LEN POSN SIZE | SYNC 


Figure 8-3. Hierarchical Command Structure 


While the IEEE-488.2 Standard permits instruments to use several levels within the command 
set structure, the PM 5150 uses only two levels. The top level (represented here by the 
mnemonic WVFM) is called the root, and the next lower level is level 1. Within this structure 
you must follow a path through the root in order to reach commands on level 1. 


Referring to Figure 8-3, to execute the SIZE command, the path through the root would be 
indicated as follows: 


WVFM:SIZE 100 


Finally, note that the path rules of the PM 5150 allow the programmer to delete the root from 
the command if the level 1 command has the same root as the preceding command, and that 
if the preceding command is at level 1, you specify any new root by using a colon character (:) 
in front of the root mnemonic. The following illustrates this: 


WVFM:WAVE 10; :WVFM:SIZE 100 
is the same as 
WVFM:WAVE 10;SIZE 100 


Staying in the same level, *;” is sufficient. To change levels, “:” is required. 


Stacked Queries 


In general the PM 5150 allows stacked queries, returning the responses in the same order in 
which the queries are received, with two exceptions: any queries in a program message that 
come after the *IDN? or *OPT? queries will be ignored. 


PROGRAM MESSAGES 


A complete (program message) normally consist of a series of Commands or (program 
message units). If the instrument is operated manually, the order of the commands may cause 
an error condition. For example, consider the following situation: 


From the front panel, program a waveform with 2 Volts amplitude and an offset of 5 Volts. 


Now change the setting to 1 Volt amplitude and 200 mV offset. If you try to program the new 
amplitude from the front panel, an error results, because it is not possible to combine 1 Volt 
amplitude with 5 Volts offset. (See the diagram in Appendix D.) If the offset value is changed 
first, however, there is no problem. 


Because the PM 5150 is not sequence dependent in remote mode, the command order in a 
single (program message) is not important. Thus both of the following messages would 
execute properly without an execution error: 
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AMPL 1.0;OFFSET 0.2; EXEC 


OFFSET 0.2;AMPL 1.0;EXEC 


Command Execution 


For the PM 5150 to recognize and execute a command or series of commands, they must be 
followed by the EXECUTE command (short form: EXEC). This GPIB command is equivalent to 
the front panel ENTER key, and allows programs to send a complete (program message) into 
an input buffer before executing any of the individual (program message units). 


Example Program Message 


A (program message) is a series of (program message units) sent to the device in a single 
string. For example, to set the currently selected waveform to the following: 


sine wave output with a single period 
burst mode 

a burst of 5 

an amplitude of 2.5 V 


you would send the following (program message): 


WVFM:SINE 1,0;:MODE BURST; :BURST 5;:AMPL 2.53; :EXEC 
{ unit 1 }{ unit 2 }{ unit 3}{ unit 4 } 


Program Message Unit 


This is the basic message and represents an operation to be performed by the device. For 
example, if you wanted to create a sine wave with five cycles in the currently selected 
waveform, the appropriate (program message unit) would be: 


WVFM:SINE 5,0 


Notice that a colon (:) is used to separate the (program mnemonic) (short form of the 
command) WVFM from SINE. For query responses the similarly structured (response mes- 
sage unit) would be used. 


Rules for (program message units) 
1. The (program message unit) is not case sensitive. 


2. White space is permitted only at the end of the header or next to a comma or semicolon 
character. 


Rules for (response message unit) (query responses) 
1. (program mnemonic) contains upper case alpha characters only. 


2. No (white space) is allowed in the message. 


NOTE 


(white space) is defined as 1 or more single ASCII bytes in the range of 
00 09 (OB-20 Hex). 


Program Message Terminator (PMT) 
The semicolon (;) is required to separate (program message units) from the program message 
terminator (pmt). 


For the device to recognize the end of a (program message), a special terminator is required. 
For command messages, the (pmt) can take one of three different formats: 
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AEND This is defined as sending EO! TRUE and ATN FALSE with the last byte of the 
message (IEEE-488 only). 


NL NL 

NL AEND sent along with NL as the last byte (IEEE-488 only). 

AEND 

AD Control-D is used as a special terminator to read out messages (RS-232 operation 
only.) 


8.4.5 Response Message Terminator (RMT) (IEEE-488 only) 
For response messages the required terminator is: 


NL “END - A “END sent along with NL as the last byte. 


8.4.6 Device Specific Messages 
Table 8-3 describes the device specific messages that are implemented in the PM 5150. 


These commands need the command EXEC in order to execute; refer to “Command Execu- 
tion” earlier in this section. 


8.5 DATA FORMATS 


Many (program message units) and (response message units) include numeric data in the 
message, for example the “5” in the message AMPL 5. The following paragraphs define 
acceptable data formats. 


Table 8-3. PM 5150 Device Specific Commands 


The CONFiguration command is one of two hierarchical 
commands the PM 5150 implements; the other is the 
WAVEFORM command (the root level waveform editing 
command). CONF has only one subcommand: HEADERS. This 
command turns query response headers on and off. The Query 
form of the command returns the current header configuration. 


Configuration Command 


Control and return current system-level settings. System 
commands include EXECUTE (equivalent to front panel ENTER 
key), HOLD, RECALL, SAVE, Reference Clock Adjustment, 
RESET, RTS, Sample Clock, and Trigger Generator. 


System Commands 


Control the generator’s output and return current settings for 
amplitude, offset, burst, clock selection, filter, frequency, function, 
modes, offset, output, and synchronization. 


Output Commands 


All waveform editing commands are subcommands of the 
hierachical WAVEFORM (WVFM) command. These commands 
select the waveform and program its parameters. 


Waveform Editing Commands 


Construct an Arbitrary wave by sending data points or a block of 
data into waveform memory. Queries the waveform memory for its 


Wavetorm Transfer Commands content (Specified by address). Queries are valid for both Standard 
and Arbitrary Waves. 


Configure the sequence generator option and control the 
Sequence Generator Commands generation of waveform sequences. 


* These commands require termination with the EXEC command. 
Refer to the heading Command Execution earlier in this section. 
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Decimal Numeric Program Data (NRf) 
This is the most flexible of the numeric representations and takes the following general form: 


mantissa ---> whitespace ---> exponent ---> 


where 


mantissa = [(t])[x...x])[.x...x] 
with a maximum length of 255 characters (excluding leading zeros), and 


optional exponent = E[{t][x...x] or e[+] [x...x] 


with a maximum value of +32000. 


NOTE 


In the above definitions, x represents the digits 0-9, and characters 
enclosed in brackets [ ] are optional. 


The following example demonstrates four different but equally acceptable ways to represent 
the number 1,234,567,890 in (NRf) format: 


1. +1234567890 

2. 1.234567890E+9 

3. 123456.7890<white space>e04 
4. +.1234567890E+10 


Non-Decimal Numeric Program Data 

Numeric values may also be represented as a binary, octal, or hex number, as follows: 
Binary #Bx[x...x] or #bx{[x...x] where x is a O or 1 

Octal #Qx[x...x] or #qx[x...x] where x is a O through 7 

Hexadecimal #Hx{[x...x] or #hx[x...x] where x is a O through F 


Arbitrary Block Program Data 


This data format speeds up the bus transfer when large amounts of data are sent to or from a 
device, such as waveform memory data. 


Both (indefinite length) and (definite length) block data formats are acceptable. 


{indefinite length) #0[x...x] (rmt) where x is an 8-bit byte of decimal value 0-255. 


(definite length) #zy..yx...x where z is a number 1-9, and represents the number of y 
digit elements. The y digits taken together as a decimal integer equal 
the number of 8-bit bytes that follow. 


For example, to send 4 data bytes (dab) using the (definite length) format, you could send: 
#14(dab) (dab) (dab) (dab) 

-or- 
#204(dab) (dab) (dab) (dab) 


Note that the length of a single block of arbitrary data is limited by the input buffer of the PM 
5150 and is currently at least 4096 bytes. 
COMMAND SUMMARY 


This command summary is provided as a quick reference and overview of the complete 
command list for the PM 5150. 
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8.7 


ERROR REPORTING 


There are four basic types of errors that are reported by a device: 


Command In general, when a (program message) is sent with an error in the 
syntax, a command error is reported. The command parser (the module 
that recognizes individual commands) will report the bad command, and 
look for the next valid command in sequence. 


Execution This error represents either program data that is out of range, or a 
message that was not properly executed due to some device condition. 
In this case the faulty command will generate the error, but not be 


performed. 

Device Specific As the name implies, this error is defined by the specific instrument. The 
PM 5150 generates no device-specific errors. 

Query When a controller or other device attempts to read data from the Output 


Queue when no data is present or pending, or when output data is lost, a 
query error is generated. 


To clear an error: 
1. Correct the condition that caused the error. 


2. Send the *CLS command. 


WAVEFORM EDITING PRINCIPLES 


To successfully use the waveform editing commands of the PM 5150, it is important to 
understand the principles behind memory allocation, memory size, and the active memory 
area. Refer to Figure 8-4 for this discussion. 


The entire waveform memory of 32,768 words is divided into two areas. One area is 
designated for the Standard Waveforms (STDW), and the rest of the memory which can be © 
partitioned to hold custom waveforms numbered 0 through 99. The horizontal size (in digital 
words) of each partitioned waveform can be set by the SIZE command, and thus the total 
number of waveforms is limited by the cumulative size of the individual waveforms. 


The minimum and maximum Y values for the waveform memory are -2048 and +2047 
respectively. 


When using the waveform editing commands to operate on a specific waveform memory, it is 
important to realize that these commands only affect the active area (See note below). In 
other words, if you wanted to create a sine wave with three cycles, starting at © 0, you would 
send the following remote command: 


WVFM:SINE 3,0; :EXEC 
This command stores three cycles of sine waves into the active area, with a maximum and 


minimum Y value the same as the active area. The commands LEN, MINY, MAXY, and POSN 
all affect the actual dimensions of the active area as follows: 


LEN The length command specifies the actual horizontal length of the active area. 
This maximum length is SIZE - POSN. 

MINY The minimum Y command sets the lowest Y value for the active area. 

MAXY The maximum Y command sets the highest Y value for the active area. 

POSN The position command determines the horizontal starting point for the active 


area. Note that once a waveform is written into the active area (using the 
waveform edit commands), POSN is changed to the point located at POSN + 
LEN + 1. 
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Figure 8-4. Waveform Editing 


NOTE 


For the Standard Waveform, the active area is always the entire area 
defined by SIZE. Thus, none of the four commands mentioned above 
affect the Standard Wave. 


SEQUENCE GENERATOR APPLICATION NOTES 


ADDSEQUENCE [ADDSEQ] 


The ADD SEQUENCE command adds one or more sequence steps to a specified sequence 
file. This is the only way to modify an existing sequence file using GPIB or RS-232 once one 
has been entered. 


The first parameter in the example names the sequence file to be modified. The following 
parameters are groups of three. The first parameter in the group indicates the sequence 
number of the waveform. The second is the number of times to repeat this waveform, and the 
third indicates the sequence step number for that waveform. 
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Example: 


Assume that sequence file number 10 already exists and steps 35 and 53 are NOT used. The 
following command adds two steps (35 and 53) to sequence number 10. Step 35 will be wave 
number 3, repeated five times. Step 53 will be wave number 2, repeated four times. 


WVFM:ADDSEQ 10,3,5,35,2,4,53 


AUTOSEQUENCE [AUTO] 


THe AUTOMATIC SEQUENCE command configures the automatic sequence step number 
generator by setting the sequence step number to start at the first parameter and the 
increment value for the following sequence step numbers. This command is used only for the 
SEQUENCE [SEQ] and SEQBURST [SEQB] commands. 


Example: 


The following command starts numbering the sequence steps at 10 and increments them by 
10 (i.e., the first sequence step will be 10, the second sequence step will be 20, and so forth). 


WVFM:AUTO 10, 10 


SEQUENCE [SEQ] 


The SEQUENCE command makes a new sequence file, DELETING any existing sequence 
file with the same number. The first parameter creates the sequence file. The following 
parameters are the waves to be sequenced. For the SEQUENCE [SEQ} command, the burst 
count (the number of times the wave is repeated) is always set to one. If no waves are 
supplied, then this command will only delete the specified waveform. The AUTO command is 
used in conjunction with this command. 


Example: 


The following command deletes sequence file number 23 (if it exists). 


WVFM:SEQ 23 


The following commands create a sequence file (called number 12) that will sequence waves 
3, 1, 5, 8, and 3. Step 10 will be wave 3 repeated 1 time. Step 20 will be wave 1 repeated 1 
time. Step 30 will be wave 5 repeated 1 time. Step 40 will be wave 8 repeated 1 time. Step 50 
will be wave 3 repeated 1 time. 


AUTO 10, 10 
WVFM:SEQ 12,3,1,5,8,3 


SEQBURST [SEQ] 


The SEQUENCE BURST command makes a new sequence file, DELETING any existing 
sequence file with the same number. The first parameter is the sequence file to create. The 
following parameters are groups of two. The first parameter of the group is the wave number, 
the second parameter is the burst count (the number of times the wave is repeated). The 
AUTO command is used in conjunction with this command. 


Example: 


The following commands creates sequence file number 5. Step 10 will be wave 2 repeated 4 
times. Step 20 will be wave 6 repeated 1,000 times. Step 30 will be wave 45 repeated 10,000 
times. 


AUTO 10,10 
WVFM : SEQB 5,2,4, 6, 1000,45,10000 
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SEQBURSTNUM [SEQBN] 

The SEQUENCE BURST NUMBER makes a new sequence file, DELETING any existing 
sequence file with the same number. The first parameter creates the sequence file. The 
following parameters are groups of three. The first parameter of the group is the wave 
number, the second is the burst count (the number of times the wave is repeated), and the 
third parameter indicates the sequence step number. 


Example: 


The following command creates sequence file number 23. Step 5 will be wave 1 repeated 2 
times. Step 10 will be wave 3 repeated 4 times. Step 15 will be wave 5 repeated 6 times. 


WVFM:SEQBN 23,1,2,5,3,4,10,5,6,15 


EXAMPLE PROGRAM 


The following example program is written in the GWBASIC programming language for the 
Philips PM 2201 IEEE-488/GPIB interface. Using this program requires some familiarity with 
the MS-DOS operating system and GWBASIC. 


The program permits you to type in commands at the controller keyboard and send them to 
the PM 5150 over the IEEE-488 bus. This program can serve as a valuable tool for 
investigating the remote programming capabilities of the PM 5150. 


To use the example program, first LOAD it under GWBASIC, then RUN it. The program asks 
for the IEEE-488 address of the PM 5150. Respond by typing the number 16 (the default 
address), followed by (ENTER). After checking the bus, the program displays: 


MESSAGE: PHILIPS, PM 5150, 0, SW 1.10 


COMMAND : 


The cursor indicates the location you can type in an IEEE-488 command. For example, the 
message shown above is a response to the following query: 


*IDN? 
To begin using this program, note the following: 


— Todisplay the various arbitrary waveforms you currently have stored in the PM 5150, use 
the FUNC command. The following example demonstrates what you would need to type if 
you wished to view ARB #2: 


func wave,2;exec 


— When you display a waveform, you must use a variant of the WVFM command to 
reposition the current waveform memory location if you wish to store a new waveform in 
that workspace. For example, to store a new waveform into the currently displayed 
workspace (ARB #2), you would first send the command: 


wvfim:posn 0 


- To store a different standard wave into ARB #2, you must send a variant of the WVFM 
command. For example, the following command would put an amplitude modulated wave 
into the currently displayed ARB. Notice that ALL parameters must be specified, even if 
you want the defaults! 


wvfim:am 100,0,1,0,100 
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‘Copyright 1986, N.V. Philips Gloeilampenfabrieken 

CLS 

CLEAR ,64000! 

GPIBINIT1 = 64000! : GPIBINIT2 = GPIBINIT1 + 2 

DIM A% (26) 

BLOAD "IOBIB.M",GPIBINIT1 

CALL GPIBINIT1 (A% (0) ,A% (1) , A& (2) ,A& (3) ,A¥ (4) ,A& (5) ,A&(6) , AS (7) ,A&(8) ,AS(9), 
AS (10) , AS (11) ,A&¥ (12) , AS (13) , AS (14) , AS (15) ,A& (16) ,A& (17) ,A%¥ (18) ,A%(19), 

A&% (20) ,A%& (21) , AS (22) , AS (23) , AB (24) ) 

CALL GPIBINIT2 (A% (25) , A% (26) ) 


J 


IOINIT = GPIBINIT1 + A%(0) 

IORESET = GPIBINIT1 + A%(1) 

TOABORT = GPIBINIT1 + A%(2) 

IOCONTROL = GPIBINIT1 + A%(3) 

IOEOI = GPIBINIT1 + A& (4) 

IOEOL = GPIBINIT1 + A%(5) 

IOGETTERM = GPIBINIT1 + A%(6) 

IOMATCH = GPIBINIT1 + A%(7) 

IOOUTPUTS = GPIBINIT1 + A%(8) 

IOOUTPUT = GPIBINIT1 + A%(9) 

IOOUTPUTA = GPIBINIT1 + A%(10) 
IOENTERS = GPIBINIT1 + A%(11) 
IOENTER = GPIBINIT1 + A%&(12) 
IOENTERA = GPIBINIT1 + A%& (13) 
IOSEND = GPIBINIT1 + A% (14) 
IOSPOLL = GPIBINIT1 + A%&(15) 
IOSTATUS = GPIBINIT1 + A%(16) 
IOTIMEOUT = GPIBINIT1 + A% (17) 
IOREMOTE = GPIBINIT1 + A%&(18) 
IOLOCAL = GPIBINIT1 + A%&(19) 
IOLLOCKOUT = GPIBINIT1 + A% (20) 
IOCLEAR = GPIBINIT1 + A%&(21) 
IOTRIGGER = GPIBINIT1 + A% (22) 
IOGTS = GPIBINIT1 + A%& (23) 
IORSV = GPIBINIT1 + A%&(24) 
IOWAIT = GPIBINIT1 + A%(25) 
DEF .ERR = GPIBINIT1 + A% (26) 
PCIB.ERRS SPACES (40) 

CALL DEF. ERR (PCIB. ERR, PCIB.ERRS) 
FALSE = 0 

TRUE = 1 

NOERR = 0 

EOFLW = 14 

EUNKNOWN = 100001! 

ESEL = 100002! 

ERANGE = 100003! 

ETIME = 100004! 

ECTRL = 100005! 

EPASS = 100006! 

ENUM = 100007! 

EADDR = 100008! 

ERASE At%& 


REMOTE CONTROL 


PM 5150 


8-24 

55 ‘Start application program after this line 

100 CLS ‘start of own program 

110 PRINT" " 

120 PRINT" " 

130 PRINT" e#ke*ke*e* DEMO PROGRAM FOR PM 5150 ****¥*" 

140 PRINT" " : BEEP 

150 INPUT" Please type in IEEE-488 address of your instrument: ",GEN 
160 PRINT" " 

170 PRINT" PRESS ’’RETURN’’ TO CONTINUE " 

180 PRINT" " : BEEP 

190 PRINT" To leave running program type ’END’ " 

200 PRINT" " 

210 BS=INKEYS 

220 IF BS=""" THEN GOTO 210 ‘waiting for ’’RETURN’ ’ 

230 IF ASC(BS) <> 13 THEN 250 ELSE 300 

240 ’ 

250 PRINT" " : PRINT" " 

260 PRINT" " 

270 PRINT" Wrong key! Please press ’'’RETURN’’ to continue 

280 BEEP 

290 GOTO 210 

300 ’ 

310 CLS ‘clear screen 

320 AD=7 ‘adapter number is 7 © 

330 GEN=GEN+AD*100 ‘IEEE address of PM 5150 (GEN) 
340 ’ 

350 CALL IORESET (AD) ‘initialisation of GPIB 

360 EOLS=CHRS (10) L=LEN(EOL$) : CALL IOEOL(AD,EOLS,L) ’End of Line = LF 
370 COND=1 : CALL IOEOI (AD, COND) ‘enable End message 

380 IF PCIB.ERR>0 THEN PRINT PCIB.ERRS 

390 TIME=5 : CALL IOTIMEOUT (AD, TIME) ‘timeout value is 5 seconds 

400 IF PCIB.ERR>0O THEN PRINT PCIB.ERRS 

410 ’ 

420 WRS="*ESE 255;*CLS;*SRE 49" : NCHAR=LEN(WRS) ‘enable ESR and STB registers 
430 CALL IOOUTPUTS (GEN, WRS , NCHAR) ‘send message to PM 5150 | 
440 IF PCIB.ERR>0O THEN PRINT PCIB.ERRS 

450 ’. 

460 WRS="*IDN?;" : MAXIMUM=64 ‘asks for identity 

470 NCHAR=LEN (WRS) INFO$=SPACES (MAXIMUM) : ACTUAL=0 


CALL IOOUTPUTS (GEN, WRS, NCHAR) 


IF PCIB.ERR=0 THEN 520 


‘bus error check 


LOCATE 10,17 : PRINT"IEEE-BUS ERROR! CONNECTION? ADDRESS? 
GOTO 140 | 

CALL IOENTERS (GEN, INFOS , MAXIMUM, ACTUAL) 

PRINT : PRINT"Connected instrument: " : PRINT : PRINT INFOS 


PRINT" 
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550 ’ 

560 PRINT" " 

570 LINE INPUT"COMMAND : "AS ‘reading keyboard input 
580 IF AS="end" OR AS="END" THEN 650 

590 WRS=AS$ | ‘input to WR-string 

600 NCHAR=LEN (WRS) 

610 CALL IOOUTPUTS (GEN, WRS , NCHAR) ‘sends string to PM 5150 


620 GOSUB 1000 
630 GOTO 560 


650 CALL IOLOCAL (GEN) ‘sets instrument to local, 
660 CLS ‘if keyboard input ’’end’’ 


670 END 
690 ’ 
700 ’ 


1000 “Subroutine 


1010 ’ 

1020 IF (PCIB.ERR=100007!) OR (PCIB.ERR=0) THEN 1060 

1030 PRINT : PRINT : PRINT : PRINT"BUS-ERROR!" :; PRINT 

1040 PRINT "PLEASE CHECK CONNECTIONS AND START PROGRAM AGAIN." : RETURN 670 
1050 ’ 

1060 STAT=0 


1070 FOR I=1 TO 500 : NEXT I 
1080 CALL IOSPOLL (GEN, STAT) 


1090 IF (STAT AND 64)=0 THEN RETURN ‘STB register = 0 
1100 IF (STAT AND 32) =32 THEN 1140 ‘Event Status Bit = 1 
1110 IF (STAT AND 16)=16 THEN 1240 ’Message available 


1120 GOTO 1200 


1130 ’ | 7 
1140 WRS="*ESR?" : MAXIMUM=64 ‘error query to generator 
1150 NCHAR=LEN(WRS) : INFOS=SPACES (MAXIMUM) : ACTUAL=0 

1160 CALL IOOUTPUTS (GEN, WRS , NCHAR) 

1170 CALL IOENTERS (GEN, INFOS , MAXIMUM, ACTUAL) 

1180 PRINT "ERROR: STAT=";STAT;"ESR= ";LEFTS (INFOS , ACTUAL) 

1190 BEEP ‘print error message 

1200 WRS="*CLS" : NCHAR=LEN(WRS) 

1210 CALL IOOUTPUTS (GEN, WRS , NCHAR) 

1220 RETURN ; 


1230 ’ 

1240 MAXIMUM=100 : INFOS=SPACES (MAXIMUM) : ACTUAL=0 

1250 CALL IOENTERS (GEN, INFOS , MAXIMUM, ACTUAL) 

1260 PRINT "MESSAGE : ";LEFTS (INFOS , ACTUAL) ‘print message 
1270 RETURN 
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8.11 CABLE AND CONNECTOR DIAGRAMS 


The diagrams that complete this section illustrate the IEEE-488 and RS-232-C connectors. 


GPIB 24 PIN 
(REAR VIEW) 


— 
NO 


: SHIELD (CHASSIS GND) 
: ATN 

: SRQ 
> IFC 

: NDAC 
: NRFD 
: DAV 
: EOI 

>: DIO4 
: DIOS 
: DIO2 
: DIO1 


oh ah 
oOo -_ 


9 
8 
7 
6 
5 
4 
3 
2 
1 


Figure 8-5. IEEE-488 Connector Pinout 
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REMOTE CONTROL 
RS-232C 
1 : 6.2KQ Pulldown 
2 : RxD 
6 1 3 : TxD 
4: DTR 
: 5 : Ground 
5 6 : 6.2 kQ Pulldown 
7 : RTS 
8 : CTS 
9:NC 
RS-232 CABLE SET PM 9536/501 
SNEEMALE PART 1 OF 2 CABLE OEHREINES 
(9 ) FOR HARDWARE HANDSHAKING ( ) 
SIGNAL PIN PIN SIGNAL 
DCD 10 O 1 DCD Data Carrier Detected 
RxD 2 © aa OO 2 RxD Received Data 
TxD 3 © O 3 TxD Transmitted Data 
DTR 4 OO PN () 4 DTR Data Terminal Ready 
GND 5 O \/ O 5 GND Signal Ground 
DSR 6O Ix © 6 DSR Data Set Ready 
RATS 70 O 7 ATS Request to Send 
cts 8 O O 8s cTs Clear to Send 
9 O O 9 
PART 2 OF 2 CONNECTOR 
FOR SOFTWARE HANDSHAKING 
INSTALLED BETWEEN CABLE AND 
TO PART 1 OF 2 GENERATOR RS-232 PORT TO GENERATOR 
(9 PIN MALE) (9 PIN FEMALE) 
SIGNAL PIN PIN SIGNAL 
10 0 1 
RxD 2 Oooo 0 2 RD Received Data 
x0 3 Oe OTT ImImnm—»esE=S=S=S=SO 3 xd Transmitted Data 
DTR 40 4 DTR Data Terminal Ready 
GND 5 5 GND Signal Ground 
6 O O 6 
70 O7 
cts 8O 8 CTS Clear to Send 
9 O O 9 


Figure 8-6. RS-232-C Connector and Cable Set 


8-27 


PMsiso_ APPENDICES 


9 


9.1 


APPENDICES 


APPENDIX A 
ERROR MESSAGES 


Many messages appear on the front panel display during normal operation. Most of these are 
self-explanatory, and are not truly “error messages”; they are better referred to simply as 
instrument messages because they convey some information to the operator about the current 
state of the instrument. These messages are not explained here, because the PM 5150 
displays them in clear text that is easily understood. 


However, a few messages that are not as simple to decode are listed in this appendix. All of 
these messages would be sent to a controller with the message “Execution Error’. 


Table A-1. Error Messages 


MESSAGE TO 
ERROR CONDITION FRONT PANEL MESSAGE CONTROLLER 
102 START/STOP Range 


[legal FUNC/MODE programming | 104 FUNC/MODE Conflict 


FUNCTION Execution error 
parameters programming inconsistent sie MRS Os 
with memory length Error Cordic Limit | 


Param out of range 


* There is no front panel message because it is not possible to program this combination at the front panel: it can be 
programmed only via remote control. 
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9.2 APPENDIX B | 
CHARACTERISTICS OF THE STANDARD WAVEFORMS 


SINE 


Programmable Parameters: N Number of repetitions (frequency multiplier) 
P Phase in degrees 


Time Function: 


A Tt 
v(t) = 3 * sin aaa Te 


where: 
A = programmed output amplitude 
f = programmed frequency 
SQUARE 
Programmable Parameters: N Number of repetitions (frequency multiplier) 


DTY Duty Cycle in percent 


Time Function forO0 <t <T: 


A 
os for OStsD°T 
vit) = 
(t) ; 
-— for D°T< tsT 
2 
where: 
A = programmed output amplitude 
D = (DTY in %)/100 


T =  1I/(Nf) = period; f = programmed frequency 
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PULSE + 
Programmable Parameters: = DLY Delay in percent 
RIS _— Rise Time in percent 
HI High Time in percent 
FAL Fall Time in percent 
N Number of repetitions (frequency multiplier) 
Time Function for 0 <t< T, RIS+HI+FAL <100% and DLY=0: 
at for O<t<sR°T 
Oo S$ S$ e 
2°R-T ; 
A 
— for R°Tsts (R+H):°T 
2 
v(t) = 
t 
a(E -A-H-F] for (R+H)°T<ts (R+H+F)°T 
7 2°F 
0 for (R+H+F)-T<tsT 
where: 


A = programmed output amplitude 

R =  (RiSin%)/100 

H = (HI in%)/100 

F = (FALin %)/100 

T =  1(Nf) = period; f = programmed frequency 


PULSE - 


Programmable Parameters: DLY Delay in percent 
| RIS Rise Time in percent 
HI High Time in percent 
FAL Fall Time in percent 
N Number of repetitions (frequency multiplier) 


Time Function for 0 <t< T, RIS+HI+FAL <100% and DLY=0: 


_ At for O<t<sR°T 
2RT 
A for RT <t<(R+H)T 
v(t) = ; t 
A(t -n-H-F] for (R+H) T<t < (R+H+F) T 
= Se 
F for (R+H+F) T<t<T 


A = programmed output amplitude 

R = (RIS in %)/100 

F = (FAL in %)/100 

T = ‘1Nf) = period; f = programmed frequency 
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TRIANGLE 
Programmable Parameters: N Number of repetitions (frequency multiplier) 
T 3°T 
Time Functionfor -—- sts 77: 
4 4 
2t -T T 
| Com it =~ sts = 
T 4 4 
v(t) = 
2:t T 3T 
Aji - ior = Sts 
T 4 4 
where: 
A = programmed output amplitude 
T 1/(N f) = period (f = programmed frequency) 
SAWTOOTH + 
Programmabie Parameters: N Number of repetitions (frequency multiplier) 


DTY Duty Cycle in percent 


Time Function for 0 <t < T: 


t 
RE for O<StsD°T 
-T or 


nm > 


A 
oe aap for D-TstsT 


programmed output amplitude 
(DTY in %)/100 
1/( f) = period; f = programmed frequency 
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SAWTOOTH — 


Programmable Parameters: N Number of repetitions (frequency multiplier) 


DTY Duty Cycle in percent 


Time Function for 0 <t< T: 


for O<t<D-T 
eee cele ann or O<t<D>- 
2 D°T 
v(t) = t ; 
a for D-TstsT 
2 1-D 
where: 
A = programmed output amplitude 
d =  (DTY in %)/100 
T 1/( Nf) = period; f = programmed frequency 
EXPONENTIAL + 
Programmable Parameters: EXP Exponential power factor 


Time Function for 0 <t< T: 


4 > 
1 


EXP -t 
Wess.  T 
2 e 


programmed output amplitude 
1A = repitition period; f = programmed frequency 


EXPONENTIAL — 


Programmable Parameters: EXP Exponential power factor 


Time Function for 0 <t< T: 


EXP :t 
Wee tT 
2 e 


programmed output amplitude 
1/f = repitition period; f = programmed frequency 
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GAUSSIAN 
Programmable Parameters: EXP Exponent 
Time Function for 0 <t< T: 
2t : 
= ex: (2! -1) | 
A 
vit) = — -e 
2 
where: 
A = programmed output amplitude 
T =  1/f = repitition period; f = programmed frequency 
HAVERSINE 
Programmable Parameters: N Number of repetitions (frequency multiplier) 


Time Function: 


PM 5150 


A 
v(t) = rin | 1-cos (2 x Nf | 
where: 
A = programmed output amplitude 
f = programmed frequency 
CIRCLE 


Programmable Parameters: 


Time Function for 0 <t< T: 


N Number of repetitions (frequency multiplier) 
P Phase in degrees 


[GS )-] 


A 
v(t) = — 
2 
where: 
A = programmed output amplitude 
T = 1/f = repitition period; 


f = programmed frequency 
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SIN X 
Programmable Parameters: N Number of repetitions (frequency multiplier) 


Time Function for O <t< T: 
sin [N *(2 - ft-1) - x 


v(t) = 
” N-(2 x ft — 1) 


A = programmed output amplitude 
f = programmed frequency 


NOISE 


Programmable Parameters: None 


Amplitude probability density: 
v(t) } = 
A 


A = programmed output amplitude 


where: 


A 
RMS voltage = —— 
Vi2 


LINEAR SWEEP 


Programmable Parameters: B Beginning-frequency multiplier 
E Ending-frequency multiplier 


Time Function for 0 <t< T: 


| fo ') 
v(t) = kal ‘sin f 
5 : fc Eee Ss 


ft) = f, + 2c . ¢ 


T 
where: 

A = programmed output amplitude 

f, = B-f = start frequency 

fo = Ef = stop frequency 

T =  1/f = repitition period; f = programmed frequency 
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LOG SWEEP 


Programmable Parameters: —«wB 
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Beginning-frequency multiplier 


E Ending-frequency multiplier 
Time Function for0 <t<T: 
t 
2X f, T f TT 
v(t) = Ea sin : (+) 1 
2 f f 
Inf — 
f; 


f(t) = 


PM 5150 


where: 

A = programmed output amplitude 

f, = B-f = start frequency 

fo = Ef = stop frequency 

T =  1/f = repitition period; f = programmed frequency 

AM 

Programmable Parameters: CF Carrier Frequency multiplier 
MF Modulation Frequency multiplier 
IX Modulation Index in percent 
MP Modulation Phase in degrees 
CP Carrier Phase in degrees 


Time Function forO<t<T: 


M 
v(t) = ah +M-sin (2x tats 


where: 

A = programmed output amplitude 
M = _ (IXin %)/100 

m = MF ef 


CF -f 
programmed frequency 


p 
= *sin onft+ 
180 


pmsiso APPENDICES 


SCM 


Programmable Parameters: CF Carrier Frequency multiplier 
MF Modulation Frequency multiplier 
MP Modulation Phase in degrees 
CP Carrier Phase in degrees 


Time Function for 0 <t<T: 


) MP °1 CPx 
v(t) eee 2nf,t+ ‘sin | 2xf,t+ —— 
2 180° 180 


where: 
A = programmed output amplitude 
fr =  MF°f 
f¢ = CFf 
f = programmed frequency 
FM 
Programmable Parameters: CF Carrier Frequency multiplier 
MF Modulation Frequency multiplier 
IX Modulation Index in percent 
MP Modulation Phase in degrees 
CP Carrier Phase in degrees 
Time Function for 0 < ts T: 
A MP °7 MP °7 P 
vit) = — -sinj 2nf,t—IX|cos (27 f,, - t+ — cos + lias 
2 | 180 180 180 
where 
A = programmed output amplitude 
fo = CFrf 
f = programmed frequency 
DC 
Programmable Parameters: DC Digital Offset 


Time Function 


where 


A = programmed output amplitude 
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APPENDIX C 


9.3 


FUNCTION/MENU TREES 


epnyiduy jei6ig = ya soyjdninus Aouanbey — sawed = 49 % uyewnYyBiH = IH 

esyo 1816ig = OG soldyjnuu Aouenbay —uojeinpow = iW % ujewy ABjeqg = AIG 

SHO EHBJOA = 9G Jayjdnjnw Aouenbay — yes ‘ubeg = 4g % Uj ew esIW = SIH 

soeibep uj eseyg 19qeDQ = dd saydnjnus Asuenbey—dojs ‘pugz = J % uyajoAo Ang = ALG 

seaiBep uj eseyg uOHREINpPO-W = dW JOJOR} JOMOd — jeNUeUCdXy = GX saydyinu Aouenbe:4 = Ny 

xepu] uoVeinpo=-y! = = Xi % UY} Own IjFB4 = Ws seeibepujeseyg = d 
SYSLAWVEVd WHOASSAVM 


SYS]L-JLe] LE] Ls Jfech fers} fal tl tol 
OLOH OOOH OOOEG 


Bois ulls sjou xy/xs 
-AAVM QLS 


uisy sne6B —dxe 
‘AAVM OLS 


+dx@ -MeBS +MBS_ ji}- 


J fe) 


ibs NIS 
73s ‘AAVM OLS § j744S -JAVM OLS 


SSAVMGLS [435 


Tas 


AJAVM GLS 


zA'X MS OSLSWd 


YOLVYANAD AYVuYLIGHV 


NO HAMOd 


Standard Wave Function/Menu Tree 
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POWER ON 


ARBITRARY GENERATOR 
PM 5150 SW xyz 
ARB WAVE 
ARB WAVE: 
EDIT VIEW ZLVL 


fe) FF 


VIEW: 
all Segi Seg2 Seg3 


(1) (Fz) (3) 


v1 Li L2 L3 
Vr Rt R2 | | R3 
EDIT: ARB#=0 


LINE VRTX MATH 
ARBOO = ARBO1 + ARBO2 


(F1) (F2) (F3) [4] OP OK CANC 


a*b 

a+b 

a-b 
LINE: ARB#=0 


STRT ANCH CHRD 


@ @ Fs) VRTX: ARB#=0 VRTX: ARB#=0 


ADDV SCAL ANCH INSF SUMF DMPF SMOO DUPL 


BIBI HOO® AOOe 


VY DO AR Select a Standard Wave 
VX DA AL 
VRTX: AVG=50 


SHOW OK CANC 


Change Parameters 
SHOW OK CANC AR=1999 AL=0 


COPY PSTE 


Select a Standard Wave 
Change Parameters 
EXEC OK CANC 


Arbitrary Wave Function/Menu Tree 
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a a ra a ee ea ee 2S 


POWER ON 


ARBITRARY GENERATOR 
PM 5150 SW x.yz 


SEQUENCE 


SEQUENCE: SEQ #=.. 
DEL EDIT NEW 


@ QO @ 


Delete SEQ#.. ? ~ SEQ#O0 STEP=.. SEQ:NEW: N.SEQ=.. 
OK CANC DEL MOD ADD CANC OK CANC 


es) &) ©) & & (3) (Fe 


ANC} | N ANC 


Sequence Generator Function/Menu Tree 


—) Nase = al 


eal 
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9.4 


ABS (Offset) [V] into Hiz 


APPENDIX D 
RESOLUTION/RANGE GRAPH 


10V weoeveererhbewweceennwowwebawwenwew wobec ew mw wm nw ebaw we wow nw ch www ewww ew eo wh ecw ew a 


SUM = 20.8V 


wes 
Ke 
y G We 

“"- | 
Cc 
= 

i 
nN 
< 


5V eeuveneweebewecaewanweanehawwannaank saawew aac ecae 


1V age e2oanaa @ euaeuwwmowoeawaefonnvsenaenweWwaeeewanewanes SN SS SS — 2 wae @ 
. AC SUM = 20.8V 


ES OS OS Sie See 


500 mV “T° >> 7777 


SS 
SS 


Amplitude = 20.4V 
ABS (Offset) = 0.2V 


ED am = bane a) woe ou FX 


{OO mV Sooo eee 
SUM = 200 mv f 


Amplitude = 20.4V 


wes 
Les 


EOD 


Ze 


50 mV 


t 
gtd id 


8 SS & 
SA RE 
oy cny eases Ne 
m 


20mV 100mV 200mV 1V 2V 10V 20V 
Amplitude [Vpp] into HiZ 


LEGAL AMPLITUDE/OFFSET RANGES: 


Amplitude 20 mV ... 200mV_ : ABS (Offset) < 0.5 * (200 mV — Amplitude) 
Amplitude >200mV_.... 2V : ABS (Offset) < 0.5 * (2V — Amplitude) 
Amplitude >2v ... 20.4V : ABS (Offset) < 0.5 * (20.8V  — Amplitude) 
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9.5 APPENDIX E 
OUTPUT FILTER RESPONSE CURVE 


-3 dB, 7.13 MHz 


T_T 


EN SAE 
a 


0dB 


-—30 dB 


1 MHz | 10 MHz 100 MHz 
————> 


-—50 dB 
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9.6 APPENDIX F 


RESET TABLE 


The table that makes up this appendix shows the details of the RESET operation: which 
functions are reset, and which are not under the two types of reset. 


RESET 
ALL 


RESET 
CURR 


Via the front panel RESET key and ALL softkey, or by sending the remote 
message RESET ALL. 


Via the front panel RESET key and CURR softkey, or by sending the remote 
messages RESET CURR or *RST. 


Checkmark / = YES 


Sample Clock Frequency 


Sample Clock Select 

Trigger Generator Rate 
Trigger Generator State 
Reference Clock Adjust 
Reference Clock Select 


Amplitude peak to peak 
Offset 

Filter 

Output Switch 

Function 

Mode 

Burst Count 

Trigger Input Mode 
Trigger Output Mode 


Standard Functions 
Sine 


Square 


Pulse + 


Triangle 
Sawtooth + 


Exponential + 
Gaussian + 
Haversine 
Circle 


Sine X over X 
Linear Sweep 


Log Sweep 


AM 


SCM 


RESET Functions 


PARAMETER VALUE/STATUS RESET 
ALL CURR 
10.00 MHz Jv JV 
INTernal Jv V 
50 mS Vv JV 
OFF JV J 
0 v JV 
INTernal V JV 
10.00 V V J 
0 v V 
OFF V V 
OFF* v JV 
STD WAVE Jv JV 
CONTinous Vv V 
3 Vv Vv 
ASYNChronous Vv JV 
SERial JV V 
(cycles) 4 J J 
(phase) 0 J / 
(cycles) 1 Vv Vv 
{duty cycle) 50% Vv JV 
(cycles) 1 Vv V 
(delay) 0% V V 
(risetime) 10% Vv V 
<hightime) 30% V v 
(falltime) 10% Vv v 
(cycles) 1 V Vv 
{cycles) 1 v v 
{duty cycle) 100% Vv v 
(exponent) 5.00 Vv JV 
(exponent) 2.00 Vv V 
(cycles) 1 Vv JV 
(cycles) 1 Vv Vv 
(phase) 0 v v 
(cycles) 5.50 Vv V 
(start cycles) 1 V Vv 
{stop cycles) 10 v v 
{start cycles) 1 Vv JV 
{stop cycles) 10 v Vv 
(carrier cycles) 20 Vv Vv 
(carrier phase) 0 V v 
{modulation cycles) 1 Vv v 
{modulation phase) 0 V V 
{modulation index) 50% V JV 
(carrier cycles) 20 V Vv 
{carrier phase) 0 V JV 
modulation cycles 1 Vv Jv 
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RESET Functions (cont) 
PARAMETER VALUE/STATUS 


{modulation phase) 
(carrier cycles) 
(carrier phase) 
{modulation cycles) 
{modulation phase) 
(index) 


Sync Selects {SYNC1) ENDPoint 


ee Bi i i i ei i 


(SYNC2) Waveform RUN 
(SYNCS) | ‘ENDBlock 
Waveform Memory 

ARB WAVE (numbers) 00 - 04 
(size) 2000 points 
(data) affected 

STD WAVE 1000 points 

sine, 1 cycle 


* When performing a RESET via the front panel, the instrument automatically 
changes to the OUTPUT menu. 


9.7 APPENDIX G 
WAVEFORM DESIGN WORKSHEET 


The graph on the next page is suitable for reproduction and has been provided as a worksheet 
for designing your own custom waveforms. If you wish, you can make an enlargement copy at 
a scale factor of 1:1.25 to obtain direct measurement in millimeters. 
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Waveform Design Worksheet 


PO a SS Waveform Type 


LEI (ti) esa a Application 


PHSSGQSETST 1 OETA Sh EHO SSSSes BSOSVOBSEE FSSSSEETET PASS COSTAR HSE D EG ETS SSM C50 SS SVSS7T PESTS TSSSE SSS SSOSET FTIGSSSSSS 


CORD 
SPR SOS POS DES SSOS CVCSCSRSSSSNS BESOSSSSSE OSSTERLEHE FSSHNSSEAS COSRT USS CE 6.409 SONGS DOSSSSASSS AETETeSSeR 
CEPR DES NEA 2 ARORA APEDS DHHS OOS CERN PSSST © OEE OES PPPS 6 EES WOE OPPS S FOVSS-SPSLS UPR ERD SESSA! SAREE 7S 


oO Oe. gusabapas- duavemecsrete-b-}-onp-oarcomenenert 


SRSA CENTS BPRS SOLER 5 SEE PRR OER TT MTT RTT 6 EMSSOTISAS SALPADS ATO 
TBAAMRTORSS re eee ees ese ans seeSes saad SSSTESUSAT SORSTESASS SURSEED ESE CUCRSCRSSS SOT SUSTONG SIUTOSTDAT STSAE OAS DO POCOTONS OE DETTUOTS C6 SLSOSSEEES SUSASNAL SS SASEAD TORS PE STSTRNRE RESSROOSNS SUTTSSSTOS 
CASTS BSS 0ONSSNS NS BANOS HSSES 0ESN1S0 8 SF CONANT SORA FSS ESSSESS CCOS COSRNS 2ONS 8 ESSN E RISTNHASSS FHSS STRESS CONS SSSDSE HASTA SSSES CESSSSSSSE CODRSTSOSE SUSTOSHALE CHSSSTSISS COSHHOHSSS SOSSTUNNTOS 
OSSIAN FT OS 09NVAH HVOF CHSTESSHeD suseeqeesse EDT OCRER 29 8E8 FS FOS 20 TE REwees 28 CBRE eSs CSET sueueceaves SOSESERMROOST FHSHS RANE 10399T09E8 9 6 SLERVSVSH BIG SRCSEE STSEWISTSD 
2SORC088 ANG 8 REASONS 6 TE SETS FSS DeCererEss Ewewweners RSegaa pam euateasnTe fl RRO QVQLALSOT SSD B PSU OS OS OSLSETHS VSSSSASTLS COTS STISTH VOTHEHVIVSE COSTMUCSSY psAOESeTte 
D CBA SOE CMRI SEND SUPOSS OME SSDOD FH908 GCOWPSRTCHAD FSORH SETHE SFSCTSSTCS PSST DSSS SESOSER eC as ETeTeeTe Me POGE PSS SE COCSTRAASTE COHISGPIVSS CHSSOUIHSS PSs Ss 
——————————————— ee Ree ee eee eee ee eee eee. Sena ee 
800 OS NSS TTS SEE BOURSES C8 CPOE RERNNRRESS CESSSRNNSS BEROERSSS 2900S 05RER PetenNeass SeeeEReeEe PRGIALH SEE CHALLRONED PANT DSP EDOARS 
aan n nabs Chan SOSONs Gane DOTSRS CHUSSISSS SO SHUGCOSS SUOSSSOSSE BOSTHSSSSH SUSSTASRES FETeECoTes Aseuss2eee SaseEAcnTe Cus 608 83 9S0ST SOUS CESS DSS SES THT 0 OOSSD2T08 6 PHSOTCSSST PSSTST SLO SSCSVC CCA FETSTESTED 
pquass iues sasseunees sssessEacs® aanew SUTETEAENS PSTSTSENSS SARNSURS AS SENSES SEE BETES R Nee Ree ee ee ee eee eens cee eneces Concecoene Suenanenen scannerens saaeNaa aes seeaeaeaae soneanaeae 
Sansoseses cvcsenacss sonscsores on SEROESTo OSH SEE G FOSSA SUBLOGH tee FOCsSaTES Oe eeneenoase plete teess 62eREReee Coy ST|eTs sERTSEZTeEe 
sonaasnawe a EBL ESS 9S SO 2 GS SADIE CA 3 su seoetods ceneweseucesnounases ee eee soe cnsased sassnssess SasteeaEs CUSRRSSUES RUSTTSCSSE CSSTTDATSS SSTSDSCTES GEDSEEDSTS 
Sousuneeus seuneeases se nou (eeeseenss SSanatsaee seus Daasas senenTeere sanmnaaaas noes weosvhease ~one sobed aon saeees dsanecanes ssaeconnee sem SRD OETA PSD SAAS RATE ATS 
enEmnATesie ee ee ee ed ROR ST ETRE BIR SOCGIRS CHRIS LHOTILOD OS OTE PE METIS AYES SER T BATT TED 
800 a pe eee Souasesses ssssssesessocssaeses seversenss sesseseeessesseeeres seeeaaeses 
ae ee rene canseneden SaaSees Sal COMSSTTTA 2 AESSSCSSSS PUUSTARE NS SUSATSSSOS SUSTSSA UES SeTSSe SESS SUSSSERSSE SETTTAaTES SasesassaL soaseo Socenesens ssnon scenes saSeeneeee CSeSeseses SQeCENSSS CeeawNeSNS SnoanEDaee 
BORE AGH HRASSIH OA 2 HOTCOSSSWCS S OVTZSSSSTT URAER Seseg BORE SORT SNSHA POSHAGS @ HAF FO ANSSTTVAT 0009S SUSS C2TRENRISO DUS ROE OTE: CROSR TEORs CEPR STATES C8TOCLOCOST 0SSSRESSs COPE SweE|ns GEESE 
ORS FFH BEDE TSO OOS OSSGTDESISS COMSoETeESS BEVVSLSSS @ PSSEEE £0 TS ASWPSSCLOS FSF RIA STNE PCOS ASISSS SO Seaewe CER ROTwET COTeSTECOS SRPMS CLURSH SST SEIS 25 
SBOSA8 FSSe BHO HSOSAE FOHSRHSSSS COSHSSHAANE COASHAUTSHS SETS HKAUS COTTE LSCHA SauTseLCES asrepeees S228ensess BOGE OO COSTE T ST BP PPOCSRE f SHOE 8 SEEPS CEST OE CHETEO Ode CSwLaES ees onewaeTeds enema 
eawere Gans Geau aseeuserses oe aves sesanasesnasesasnsse eee Seeds sears seeensunss sessosenes sseseccass suseesssas ecusersees Suatawssess saennnsnes saasweness coousneses 
BBDASBERVS O PEARED FIRE ED 2 PEI 2903 22Eees SEEseESs BISORTMNOS RT SED 
400 Sonseccces sannsweses naasoweecs saserrsees sresessaaesee Socns cowspeasen ceasanadan suunversenscecescnearanereasees Sceesouene aneewoncons Guaceeewe c cueseaues secuueuses seauweeune sunauaaeus 
SnrSsF8 COD 0C2SEEESS > OSQSUsT bes ESEETeS TO Scenncedes snecesensssesssesces seunaeeese Suaseeasas sssesnedaseanenseena oe naned SeuSdonans cuanse sede saeSnseTes SaSessesoceseaSaseTs 
ee ienedatsbepel ch eatabchabcmeebedebed Sunesewucs saunencuses SC TROTES CUUSNSASES CRDASNESES EHEaE TASES sLORSESSNS CoDaSSewes ceonesenes Ee USVTISSSSS COCSHSEOTT DEHATEees CaOTSEOEd FARRAR 
BRSOSS O88 6 BRSSONTAA HOSEL LOSS FON NAGOOSTS FEPLE OHSST SHSSASSASH PSTSOSVE S BF FPTUSSSSSE BOOTS SSTUS CB EHSS SENS CSTSTHSSSS FETUSES ESSS PU ESE OTT Seaseesese Sanne sebae SeaDOneDed Sepsesaees tesasebSes naCeeess SeSEaEEnaas 
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CAUTION: 


FOR CONTINUED 
FIRE PROTECTION 
REPLACE ONLY 
WITH FUSE OF SAME 
TYPE AND RATINGS 


T 0.50A/250V 
FOR 100 AND 120V 


T 0.25A/250V 
FOR 220V AND 240V 
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A 

Activating the RS-232 Interface, 8-1 
Adding a Step to an Existing Sequence, 5-18 
Adding a Vertex, 5-7 
Amplitude Accuracy and Offset Error Test, 7-1 
Amplitude and Offset, 3-7 | 
Amplitude range, 3-7 
Analog Waveform Creation (figure), 4-2 
Analog waveshapes, how obtained, 4-2 
Anchor points, default, 5-7 
Appendices, 9-1 

A Error Messages, 9-1 

B Characteristics of the Standard 

Waveforms, 9-2 
C Function/Menu Trees, 9-10 
D Resolution/Range Graph, 9-13 


E Output Filter Response Curve, 9-14 


F Reset Table, 9-15 
G Waveform Design Worksheet, 9-16 
Arbitrary Block Program Data, 8-10 


B 
Block lengths, changing, 4-4 
Burst mode, 3-8 


C 

Cable 

metal housing, 2-4 

power, 2-2 
Cable and Connector Diagrams, 8-26 
Changing Waveform Block Lengths, 4-4 
Command, 

Chaining and the Last Key, 4-5 

Execution, 8-8 

pending, 4-5 
Command Set Hierarchy, 8-7 
Command Summary, 8-10 
Common Commands, 8-3 
Complex Waveforms, 5-14 
Connecting the Pm 5150 to an Oscilloscope, 

2-4 

Connection, mouse, 2-4 
Connectors, BNC, 2-2 
Continuous mode, 3-8 
Creating and Editing Arbitrary Waveforms, 5-1 
Creating a New Waveform Number, 4-4 
Creating Line Segments, 5-3 


D 
Data Formats, 8-9 
Decimal Numeric Program Data , 8-10 
Default Partitioning, 4-3 
Deleting a Sequence, 5-18 
Deleting a Step from an Existing Sequence, 
5-18 
Deleting Waveforms, 4-4 
Device Specific Messages, 8-9 
Digital Synthesis of Waveforms, 4-1 
Displaying the Standard Waveforms, 3-6 
Downloading, DSO, 6-1 
DSO, Fast Transfer mode, 6-5 
DSO downloading, 6-1 


DSO plotter mode, 6-1 
Dump Function, 5-10 
Duplicate Function, 5-11 


E 
Editing, vertex, 5-1 
Editing from a Start Point, 5-1 
Editing from the Left Anchor, 5-3 
End Block (ENDB), 6-9 
End Pulse (ENDP), 6-9 
Engaging the Output Filter, 3-8 
Error Messages (table), 9-1 
Error Reporting, 8-19 
ESE, 8-4 
ESE and ESR Registers, 8-5 
ESR, 8-4 
Example Program, 8-22 
Example Program Message, 8-8 
Examples of Waveform Mathematics, 5-14 


F 

Fast Transfer Mode, 6-5 

Features, 1-1 

Filter, output, 3-8 

Front Panel, 3-1 

Function 
dump (DMPF), 5-10 
duplicate (DUPL), 5-11 
inserting (INSF), 5-10 
math, 5-13 
scaling (SCAL), 5-7 
smoothing (SMOO), 5-10 
summing (SUMF), 5-11 
view, 5-17 

Fuse, 2-3 

Fuse selection, 2-2 


G 
Gated mode, 3-8 
Getting Started, 3-1, 3-6 
Ground contact, protective, 2-2 
Grounding, 2-1 


HOLD, 6-10 
Holder, fuse, 2-3 


How to Change the Default Parameters, 3-7 


IEEE-488 
activating the interface, 8-3 
Functions and Subsets (table), 8-3 
obtaining copy of standard, 8-4 
Operation, 8-2 

Initial Inspection, 2-1 

Input/Output Sockets Tests, 7-3 

Inserting Standard Functions, 5-10 

Installation, 2-1 

Instrument Settings that are STORED and 

RECALLED (table), 6-11 
Internal Trigger Generator, 6-9 
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K 
Key Features, 1-1 
Keys, select, 3-7 

L 
LAST key, 4-5 
Line Mode, 5-1 


Line Power Setting and Fuses, 2-2 


M 

Maintenance and Repair, 2-1 
Mathematical Operations, 5-11 
Math function, selection, 5-13 
Memory Organization, 4-3 
Memory segment, viewing, 5-17 
Memory segments, default, 4-3 
Mode, 

burst, 3-8 

continuous, 3-8 

gated, 3-8 

toggled, 3-8 
Modifying a Step within an Existing Sequence, 
Monitor Burst Count, 6-10 ) 
Mouse, 

3-button, 2-4 

Connection, 2-4 

option, 1-1 
Multiple unit systems, 6-6 


N 
Non-Decimal Numeric Program Data, 8-10 
Numbering, waveform, 4-4 


O 

Offset range, 3-7 
Operating Position of the Instrument, 2-4 
Organization of Manual, 1-1 
Oscilloscope, connection, 2-4 
Output, BNC, 3-6 
Output Connector, 2-4 
Output filter, 3-8 
Output frequency 

changing, 3-8 

default, 3-8 
Output Modes, 3-8 
Overlay grid (drawing waveshapes), 5-3 


P 

Packing List, 2-1 

Parameters, programmable, 3-7 

Partitioning, default, 4-3 

Pending command, 4-5 

Performance Tests, 7-1 

Performance Verification, 7-1 

Plotter Mode, 6-1 

PM 5150 Common Commands (table), 8-4 

PM 5150 Device Specific Commands (table), 
8-9 

PM 5150 Front Panel Features (table), 3-3-3-4 

PM 5150 Rear Panel Features (table), 3-5-3-6 

PM 5150 Remote Command Set (table), 
8-11-8-18 


PM 5150 Synchronization and Reference 
Outputs (table), 6-9 
Power, selecting, 2-2 
Principles of Operation, 4-1 
Programmable parameters, 3-7 
Programmable Parameters of the Standard 
Waveforms (table), 3-10 
Program Messages, 8-7 
Program Message Terminator, 8-8 
Program Message Unit, 8-8 
Programming 
a Sequence, 5-17 
the Sync Outputs, 6-9 


R 
Radio Interference Suppression, 2-4 
Range, 
amplitude, 3-7 
Offset, 3-7 
Rear Panel, 3-4; (figure, 3-5) 6 
Recommended Test Equipment, 7-1 
Reference Clock, 6-6 
Adjustment, 6-10 
Regulations, safety, 2-1 
Remote Control, 8-1 
Reset 
directions, 3-6 
softkeys, 3-7 
Reset all, 3-7 
Reset curr, 3-7 
Response Message Terminator <RMT> 
(IEEE-488 only), 8-9 
Return To Start, 6-10 
RFI suppression, 2-4 
RG223, cable, 2-4 
Rise/Fall Time, 7-3 
RS-232 
activating the interface, 8-1 
cable set, 8-1 
parameters, 8-1 
special interface functions, 8-1 
RS-232 Operation, 8-1 
Run (WRUN), 6-9 


S 
Safety, 2-1 
Sample clock, 
and Output Frequency, 3-7 
Connections, 6-6 
Frequency, 7-2 
range, 4-2 
Sampling noise, 4-2 
Scaling, 5-7 
Selecting, | 
Left and Right Anchor Points, 5-7 
Math Functions, 5-13 
power, 2-2 
Waveform Numbers, 5-14 
Selection, fuse, 2-2 
Select keys, 3-7 
Sequence 
adding, 5-18 
adding a step, 5- 18 
deleting, 5-18 
deleting a step, 5-18 
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Sequence Generator 
Application Notes, 8-20 


Option, 1-1, 5-17 

Service, 2-1 

Service Request, 8-4 

Setting the Z-Level, 5-5 

Setting Up Multiple Units, 6-6 

Sine Wave to be Stored in Memory (figure), 
4-1 

Smoothing, 5-10 | 

Softkey, STD WAVE, 3-7 

Special Applications, 6-1 
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Test & Measurement 

Av. Eng. Duarte Pacheco 6 
1009 Lisboa Codex 

Tel: 1-657181 

Fax: 1-658013 

Philips Portuguesa‘* 
Division !& E 

Rua Eng Erequii de Campos 182 
4100 Porto 

Tel: (2) 678278 

TLX: 28790 


Qatar 

Darwish Trading Company 
PO Box 92 

Dona. Qatar 

Tel: 974-434308 

Fax: 974-426378 


Romania 

Polytechnic inst. Bucarest* 
L.C.M.S. Philips Service 
P.O. Box 1/285 

Str. Potizu 1 

BUCAREST 70100 

Tel: 40-0-505935 

Fax: 167540 wia limoex 

TLX: 119488 CBTX R 


Saudi Arabia 

Messrs. A. Rajab & A. Silsilah 
Head Office 

PO Box 203 

Jeddan 21411 

Tel: 966-2-66 10006 

Fax: 966-2-6610164 

TLX: 601180 arndas s;} 

Messrs. A. Rajab & A. Silsilah 
PO Box 260 

Riyach 11411 

Tel: 966-1-4122425 

Fax: 966-1-4122366 

TLX: 404787 arngas s} 

Messrs. A. Rajab & A. Silsilah 
PO Box 587 

Damman 

Tel: 966-3-8322596/8331870 
Fax: 966-3-8271962 

TLX: 601044 arndas sj 


Singapore 

Philips Project Development (S) 
PTY Ltd. 

(For Philips products) 

Lorong 1. Toa Payoh 

Singapore 1231. PO Box 34C 
Toa Payoh Central Post Office 
Singapore 9131 

Tel: 65-3502000 

Fax: 65-2535873 

TLX: philips rs/21375 

Rank O'Connor's Pte Ltd. 

(For Fluke products) 

O'Connor House 

98 Pasir Panjang Road 
Singapore 0511 

Repupitic of Singapore 

Tel: (65) 473-7944 

Fax: (65) 472-4508 

TLX: (766) RS 21023 OCONSIN 


South Africa 

South African Philips PTY Ltd. 
i & E Division 

Test & Measurement 

10 Bondstreet, Randburg 
Johannesburg 2000 

Tel: 27-11-889-3911 

Fax: 27-11-889-3098/889 3191 
TLX: 4-26152-sa 

South African Philips PTY Ltd.° 
| & E Customer Support Centre 
195 Mai Road, PO Box 58088 
Martindale, New Ville 2092 

Tel: 27-11-470-5937 

Fax: 27-11-470-5166 

TLX: 4-26152 SA 


Spain 

Philips Iberica SAE 

Depto instrumentacion de 
Meaida 

Potigono industnal Zona Franca 
Sector C-calle F 

08004 Barcelona 

Tel: 34-3-3361061 

Fax: 34-3-3355838 

TLX: 51293/§9292 

Philips Iberica* 

Depto instrumentacion de 
Meaida 

Martnez Villergas 2 

28027 Maond 

Tel: 34-1-4042200 

Fax: 34-1-4048603 

TLX: 27710 

Philips Iberica SAE* 

Jose Olabama 6 

48012 Bilbao 

Tel: 34-4-4313800 

Fax: 34-4-432 0961 

TLX: 31230 

Sri Lanta 

Hayleys Electronics & Engineering 
Ltd. 

400. Deans Roac 

P.O. Box 70 

COLOMBO 10 

Tet: 94-1-699087 

Fax: 94-1-699299 

TLX: 23059 SRLCOHA 
Computerlink Data Systems, Ltd. 
(For Fiuke products) 

68 Havelock Ra. 

Cotomoo. 5. Sn Lanka 

Tei: (94) (1) 502202/3 

Fax: (94) 1-502203 

TLX: .954) 22455 COLINK CE 


Surinam 

C. Kersten & Co. N.V. 
PO. Box 1808 
PARIMARIBO 

Surtel 

P.O. Box 155 
PARIMARIBO 

Tel: 597-7211877880 
Fax. 597-52745 

TLX: 162 SN 


Sweden 

Philips Kistaindustrier AB 
Test & Measurement 

PO Box 33 

16493 Kista 

Tet: 46-8-7031370 

Fax: 46-8-7520743 

TLX. 17173 philkis 


Switzeriand 

Philips AG Test und 
Messtechnik 
Postfach 670 

8027 Zunch 

Tet: 01 4882390 
Fax: 01 4828595 
TLX: 815780-0 
Philips SA 

Test et Mesure 
Avenue du Mont Blanc 
1196 Gland 

Tel: 022/647171 


Syria 

Alt-Shahed Electronics and Trading 
Co. 

Fardoss Street 79 

Kassas and Sadat Building 

P.O. Box 2442 

Damascus 

Tel: 228003/2 18605 

TLX: 411203 phisyr 


Sales and Service all over the world 


Teiwan 

Philips Taiwan Ltd. 

(For Philips products) 

581, Min Sheng East Road 
10446 Taipei 

Taiwan 

Tel: 886-2-5097666 

Fax: 886-2-5005899 
Schmidt Scientific 

5/F, 344 Min Sheng E. Ra., 
Taipei 

Taiwan 

Tel: 02-5005779 

Fax: 886-2-5029692 

TLX: 11111 Schmidt 


Tanzania 

Philips (Tanzania) Ltd. 
Nkrumah Street 

Dar es Salaam 

Tel: 2555129571 

TLX: 41016 


Thailand 

Philips Electrical Co. of 
Thailand Ltd. 

(For Philips products) 
283. Silom Road 

PO Box 961 

Bangkok 10500 

Tel: 66-2-233-6330/9 
TLX: 87327 phittha th 


Measuretronix Ltd. 

(For Fluke products) 

210231 Ramkamhaeng Road 
Bangkok 10240 

Thailand 

Tel: (66) (2) 375-2733 

Fax: (66) 2-374-9965 

TLX: (788) 82796 HUAMARK TH 


Trinidad West indies 


Compression & Power Services (1988) 


Ltd. 

P.O. Box 76 

SAN FERNANDO By Pass 
Tel: 653-5445/6,7 

Fax: 1.809.657.0353 

TLX. 32451 WG 


Tunesia 

S.T.LE.T. 

32 pis rue Ben Gnecanem 
Tunis 

Tel: 348666 

TLX: 14512 


Turkey 

Turk Philips Ticaret A.S. 
Talatpasa Caddes: no. 5 
PO Box 161 

80640 Levent-istanbul 
Te!: 90-1-1792770 

Fax: 90-1-1693094 

TLX: 24192 phtr tr 


United Arab Emirates 
Al Sanani Trading Est. 
PO Box 7187 

Abou Dhabi. U.A.E. 

Tel: 971-2-771370 
Fax: 971-2-728963 
TLX: 23966 Sanani em 
Haris Al-Ataq Ltd. 

PO Box 8141 

Dubai. U.A.E. 

Tel: 971-4-283625 
Fax: 971-4-281285 


Uruguay 


industrias Philips del Uruguay S.A. 


(For Philips products) 
Avenida Uruguay 1287 
Casilla de Correo 294 
Montevideo. Uruguay 
Tel: (598) (2) 921111 
Fax: (598) (2) 920601 


U.S.S.R. 

N.V. Philips Gloeilampentabrieken 
Mytnaya Str.1 

Fi. 7, Office 18 

MOSCOW 

Tel: 7095-2302485 

Fax: 7095-2302485 

TLX: 413961 PHIL SU 


* Sales and Service Centers 


intomedia Sotrudnichiestvo 
Kievskaya, 2 - Office 106 
121111 MOSCOW 

Tel: 240 52 52 

Fax: 230 28 18 

TLX: 411670 DNEPR SU 


Venezuela - 

inds. Venezolanas Philips S.A. 
(For Philips products) 

Apartado Aereo 1167 

Caracas 1010-A 

Tel: 58-2-905.7061 

Fax: 58-2-951.7339 

TLX: 25267 ivpsa vc 

Cossin C.A. 

(For Fluke products) 
Calie 9 Con Calle 4, Edifl Edinurbi 
Apartado de Correos NR-70.136 
Los Ruices 

Caracas 1070-A, Venezuela 

Tel: (58) (2) 2414-03-09 

TLX: (395) 21027EMVEN VC 


Yemen 

Rashed Trading & Travel Agency 
Ali Abduimugni st. 

PO Box 1221 

Sana‘a, Yemen 

Tel: 967-2-273231 

TLX: 2230 adgbar ye 


Yugoslavia 

N.V. Philips Gioeilampentabrieken 
Strahinyica Bana 47/1 
Postanksi tah 484 
BEOGRAD 

Tel: 38-11-625344 

Fax: 38-11-635777 

TLX: 12499 YU PHILIPS 
Jugoelectro* 

Jurya Gaganna 81 

Block 70 

11070 BEOGRAD 

Tel: 38-11-178134 

Fax: 38-11-175472 

TLX: 12370 YUJUELB 
Technicar Servis" 

(For Fiuke products) 
Jurisiceva 25 

41000 ZAGREB 

Tel: 041-276333 

Fax: 041-274416 

Zaire 

Philips Electronics S.A.R.L. 
137 Boulevard du 30 Juir 
BP 16636 

Kinshasa 

Tel: 31693 

TLX: 21078 kinshasa 


Zambia 

Philips Electrical Zambia Ltd. 
Mwempbesh: Road 

PO Box 31878 

Lusaka 

Tel: 218511218701 

TLX: za 41220 

Zimbabwe 

Philips Electrical (Pvt.) Ltd. 
62 Mutare Road 

PO Box 994 

-Harare 

Tel: 263-4-47211 

Fax: 263-4-47966 

TLX: 2236 ZW 


For Countries not listed above: 
Philips Export B.V. 

| & E Export 

Test & Measurement 
Building HVW-3 

PO Box 218 

5600 MD Eindhoven 
The Netheriands 

Tel: +31 40 766546 

Fax: +31 40 766612 
TLX 35000 phtc ni 
Fiuke int'l Corp. 

PO Box 9090 

Mail Stop 206A 

Everett. WA 98206-9090 
Tel: 206-356-5500 

Fax: (206) 356-5116 
TLX: 185103 FLUKE UT 


Alabama 

Huntsville 

4920 Corporate Drive Sune J 
Huntsville. AL 35805-6202 
(205) 837-0581 


Arizona 

Phoenix 

2211 S. 48th Street Sune B 
Tempe, AZ 85282 

(602) 438-8314 


Calitormia 

irvine* 

PO Box 19676 

irvine, CA 92714 

(714) 863-9031 
Nothern* 

46610 Landing Parkway 
Fremont. CA 94538 
(415) 651-5112 


Colorado 

Denver" 
14180 E. Evans Ave. 
Aurora. CO 80014 
(303) 695-1000 


Connecticut 


_Harttord 


Gien Lochen East 

41-C New London Turnpike 
Glastonbury. CT 06033 
(203) 659-3541 


Florida 

Altamonte Springs* 

550 South Northiake Bivd. 
Anamonte Springs. 

FL 32803 

(407) 331-4881 


Georgia 

Atlanta 

2700 Delk Road Sure 150 
Manetta. GA 30067 

(404) 953-4747 


iWinios 

Chicago” 

1150 W. Euclid Avenue 
Paiatine. IL 60067 

(708) 705-0500 

indiana 

indianapolis 

8777 Purdue Road Suite 101 
Indianapolis. IN 46268 

(317) 875-7870 


Massachusetts 

Boston 

900 Middiesex Technology Cente: 
Butiding 8 

Bilercia. MA 01821 

(508) 663-2400 


Maryland 
Rockville* 

5640 Fishers Lane 
Rockville. MD 20852 
(301) 770-1570 


Michigan 

Detroit 

45550 Heim Street 
Piymouth. Mi 48170 
(313) 522-9140 


Minnesota 

Minneapolis 

1380 Corporate Center Curve 
Suite 113 

Eagan. MN 55121 

(612) 854-5526 


Missouri 

St. Louis 

11756 Borman Drive Suite 160 
St. Louis, MO 63146 

(314) 993-3805 


New Jersey 
Paramus* 

PO Box 930 
Paramus. NJ 07652 
(201) 262-9550 


New York 
Rochester 

4515 Culver Road 
Rochester. NY 14622 
(716) 323-1400 


North Carolina 
Greensboro 

1310 Beaman Piace 
Greensboro. NC 27408 
(919) 273-1918 


Ohio 


Cleveland 
Piaza South Tnree Suite 402 
7271 Engle Road 


Middiebura Heights. OH 44130 


(216) 234-4540 


Pennsyivania 
Philadeiphia 

200 Lindenwood Drive 
Maivern. PA 19355 
(215) 647-9550 


Texas 

Daitas* 

1801 Roya! Lane Suite 307 
Dalias. TX 75229 

(214) 869-0311 

San Antonio 

10417 Guttdale 

San Amonio. TX 78216 
(512) 340-0498 


Washington 
Seattie* 

2375 130tn Ave. N.E. 
Suite 100 

Bellevue. WA 98005 
(206) 881-6966 


